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ABSTRACT 


Under  AFT  AC  Project  VT/6704  Texas  Instruments  Incorporated 
has  had  overall  responsibility  lor  the  operation  of  the  Cumberland  Plateau 
Observatory  during  the  period  May  1966  through  April  1967.  Work  under  this 
project  has  been  a  continuation  of  the  previous  ycari  effect  under  Project 
VT/5054  and  has  been  primarily  directed  toward  Improving  the  use  of  small 
diameter  seismic  arrays  in  the  teleselsmlc  event  detection  problem.  During 
this  last  year  the  feasibility  and  effectiveness  of  on-line  automatic  detection 
processing  was  investigated  through  the  evaluation  of  the  CPO  Auxiliary  Pro¬ 
cessor.  This  unit  -  a  digital  computing  device  fabricated  during  late  l'Jbb  - 
interfaces  with  the  CPO  processor.  Other  tasks  Included  the  continued  evalu¬ 
ation  of  the  MCF  processor  to  determine  the  Impact  of  Wiener  signal  extraction 
processing  on  the  station  detection  capability,  the  continued  multidimensional 
analysis  of  V  e  CPO  ambient  noise  field  to  verify  noise  properties  affecting  per¬ 
formance  of  the  MCF  processor,  and  the  investigation  of  techniques  designed 
to  enhance  visual  presentation  of  seismic  data. 
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SECTION  I 
INTRODUCTION 


Sine#  May  1965,  Texas  Instrument*  Incorporated  hat  had  over¬ 
all  responsibility  f  >r  operation  of  the  Cumberland  Plateau  Seitmologlcai  Ob- 
•  ervalory  (CPO).  In  conjunction  with  thin  operation,  TI  ha*  conducted  research 
direr  ted  toward  the  development  and  application  of  sophisticated  processing 
techniques  designed  to  enhance  present  knowledge  of  processing  small  diameter 
seismic  arrays  for  teleseismie  event  detection.  Included  In  this  research  has 
been  the  design,  fabrication,  operation  and  evaluation  of  sophisticated  on-line 
digital  processing  hardware  for  Wiener  multichannel  signal  extration  filtering, 
automatic  event  detection  and  classification  processing. 

This  work  has  been  conducted  under  the  technical  direction  of 
he  Air  Tore#  Technical  Applications  Center  and  was  sponsored  by  the  Advanced 
Research  Proje  ts  Agency  as  part  of  the  VELA  UNIFORM  program. 

This  annual  report  reviews  the  station  operation,  research  and 
hard*  ire  development  and  evaluation  conducted  during  the  second  contract  year 
under  AFT  AC  Project  VT/67M  for  the  period  May  1966  through  April  1967, 

Work  accomplished  during  the  first  contract  year  (AFT AC  Project  VT/5054) 
was  documented  in  CPO  Annual  Report  No,  i  *  and  is  reviewed  and  summarised 
in  this  report,  where  necessary,  for  continuity. 

Sections  in  this  report  are  organised  as  fellows'  Section  11 
is  summary  and  conclusions,  Se*  Men  111  discusses  station  operation  and 
analysis.  Section  IV  presents  results  of  the  Hardware  evaluation  and  Sec¬ 
tion  V  summarises  the  off-line  applied  research  tasks  The  appendix  gives 
a  complete  list  and  brief  description  of  all  reports  published  under  this 
contract. 
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SECTION  II 

SUMMARY  AND  CONCLUSIONS 


During  the  past  two  years  under  Contract  AF  33(657)-14648,  a 
significant  amount  of  information  about  on-line  automated  signal  extraction  and 
detection  processing  has  been  gained  through  the  construction,  operation  and 
evaluation  of  the  CPO  MCF-Auxiliary  Processor  system.  The  following  para¬ 
graphs  summarize  the  use  of  the  CPO  MCF-Auxiliary  Processor  and  related 
tasks  and  the  significant  results  and  conclusions  reached. 

A.  STATION  OPERATIONS 

Operation  of  CPO  continued  routinely  through  the  period  May 
1966  through  April  1967.  Collection  of  high-quality  magnetic  tape  and  film  data 
was  insured  by  an  active  quality  control  program  and  minimum  station  down 
time  was  guaranteed  through  a  continuing  preventive  maintenance  program. 

Observatory  primary,  secondary,  and  long-period  data  were 
analyzed  by  the  CPO  analysis  staff  and  reports  of  events  were  forwarded  daily 
to  the  USC&GS.  This  data  was  also  used  for  comparision  in  the  MCF-Auxiliary 
Processor  system  evaluation. 

At  the  close  of  this  contract  on  30  April  1967,  the  observatory 
and  specified  equ’pment,  facilities  and  expendable  supplies  and  parts  were  trans¬ 
ferred  to  the  USC&GS  at  the  direction  of  the  contracting  officer.  Disposition  of 
other  accountable  property  was  accomplished  prior  to  30  April.  The  transfer 
went  smoothly  and  according  to  schedule,  and  it  was  reported  that  the  USC&GS 
personnel  on-site  were  well  satisfied  with  the  transfer  and  conditions  of  facili¬ 
ties  and  equipment. 

B.  MCF-AUXILIARY  PROCESSOR  SYSTEM  EVALUATION 

The  MCF-Aoxiliary  Processor  system  was  designed,  fabricated 
and  evaluated  under  two  task  efforts.  The  MCF  processor  was  built  under 
VT/5054  and  operated  for  a  period  of  6-£  months  at  CPO.  Continued  operation 
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of  this  program  as  well  as  the  evaluation  was  conducted  during  the  second  year 
under  VT/6704. 

The  Auxiliary  Processor,  which  interfaces  with  the  MCF,  was 
designed  and  constructed  during  May  1966  through  December  1966  and  operated 
at  CPO  from  20  December  1966  through  10  April  1967. 

Evaluation  of  these  systems  included  a  hardware  reliability  and 
maintenance  study  and  a  technical  evaluation.  (A  brief  description  of  the  system 
has  been  provided  in  Section  IV  for  reference.  ) 

1.  MCF  Processor  Evaluation 
a.  Hardware  Reliabil  / 

The  MCF  proved  to  be  a  highly  reliable  digital  processing  de¬ 
vice.  For  the  first  period  the  system  operated  on-line  (15  March  1966  through 
30  September  1966),  a  computed  mean -time -between -failure  of  900  hr  wao  ex¬ 
perienced  after  a  2000  hr  "infant  mortality"  period.  Not  one  component  failure 
occurred  from  20  December  1966  through  10  April  1967,  approximately  2600  hr, 
which  was  the  second  period  the  system  operated  on-line  at  CPO,  These  results 
were  considerably  better  than  »he  theoretical  mean-time -between-failure  of  277 
hr. 

One  design  problem  was  experienced  with  the  MCF  system  during 
the  initial  period  it  operated  on-line  at  CPO.  Wiener  multichannel  filter  co¬ 
efficients,  which  are  stored  in  the  processor  mem  ry,  were  lost  or  shuffled 
during  routine  operations.  This  difficulty,  Which  was  named  the  "coefficient 
loss  problem",  was  caused  by  an  internal  grounding  problem  and  an  inability  of 
the  system  to  handle  certain  types  of  high  speed  power  line  transients.  After 
the  incorporation  of  suitable  modifications,  no  serious  difficulties  with  "coef¬ 
ficient  losses"  were  encountered. 

b.  Technical  Evaluation 

The  MCF  processor  output  data  were  analyzed  to  determine  the 

- - - 
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impact  on-line  signal  extraction  processing  and  beam-steering  had  on  the  sta¬ 
tion  detection  capability.  MCF  output  data  were  analyzed  for  teleseismic  events 
and  results  of  this  analysis  compared  with  routine  CPO  analysis  using  the  pri¬ 
mary  and  secondary  data.  These  two  sets  of  data  were  also  compared  with 
known  seismic  activity  for  two  months'  data  (February  and  March  1967)  to  ob¬ 
tain  a  measure  of  the  increase  in  detection  capability  provided  by  the  MCF. 

Results  of  the  event  detection  study  showed  an  average  monthly 
increase  of  58  percent  for  the  11  months  the  unit  operated  on-line.  Using 
USC&GS  data,  it  was  demonstrated  that  examination  of  the  MCF  input  data  had 
aided  the  analvsts  in  lowering  perceptibility  in  secondary  and  primary  data  an¬ 
alysis  by  approximately  0.  5  magnitude.  Association  of  the  two  data  sets  for 
February  and  March  1967  with  known  seismic  activity  showed  the  MCF  to  detect 
27  percent  more  events  than  the  primary  and  secondary  data  in  the  prime  de¬ 
tection  range  of  A  =  80°  -  90°. 

Off-line  investigation  determined  the  amount  of  noise  rejected 
by  different  filters  for  various  types  of  noise.  Filters  used  in  the  MCF  had 
approximately  the  same  degree  of  noise  rejection  on-line  as  they  did  in  pre¬ 
vious  off-line  analysis.  The  filters  showed  between  3.9  and  17.0  db  improve¬ 
ment  in  the  primary  signal  band  jf  0.  6  to  1.4  cps  for  the  samples  analyzed  and 
up  to  18.  6  db  impr  ovement  above  1.  4  cps.  Further  noise  analysis  compared 
the  MCF  outputs  to  sum  and  sum  filtered  data  by  computing  microseism  curves. 
Results  of  this  study  showed  an  average  2.  4  to  7.  3  db  improvement  using  the 
MCF  traces. 

c.  Conclusions  and  Recommendations 

Based  on  the  analysis  of  the  processor  operation  during  the  two 
contract  years,  the  following  conclusions  have  been  reached: 


o  The  processor  may  be  operated  by  a  trained  analyst 
•  The  processor  may  be  maintained  by  a  trained  technician 


e  Use  of  the  processor  indicates  empirically  a  personnel  de¬ 
crease  of  one  person  required  in  the  station  analysis  section 
as  a  result  of  the  increased  ease  in  detecting  events 

•  At  the  CPO  site  no  apparent  need  was  evident  which  would 
warrant  the  updating  of  the  MCF's,  since  consistent  noise 
suppression  was  found  during  both  contract  years 

a  The  processor  increased  the  analyst's  detection  capability  but 
the  CPO  station  still  did  not  report  events  from  the  northern 
hemisphere 

From  this  study  several  recommendations  based  on  results  ob¬ 
tained  from  evaluating  the  data  in  Dallas  and  from  analysts'  evaluation  of  the 
processor  are 

•  Primary  on-line  evaluation  should  be  performed  using  the 
MCF  data  rather  than  secondary  or  primary  data 

•  Use  of  the  beam-steer  capability  in  ’small  arrays  is  useful 
even  when  resolution  is  limited.  Also,  some  useful  resolu¬ 
tion  is  obtained  for  low-velocity  signals  from  local  or  region¬ 
al  events 

•  Tho  bandpass  filter  used  at  CPO  had  too  narrow  a  passband 
and  was  limiting  analysis,  since  it  was  rejecting  a  significant 
portion  of  some  signals.  A  passband  of  0.  6  to  2.  0  cps  is  re¬ 
commended 

•  All  beam-steer  and  MCF  outputs  should  use  frequency  filters 
with  the  same  passband 

2.  Auxiliary  Processor  Evaluation 
a.  Hardware  Reliability 

Evaluation  of  the  processor  hardware  showed  the  system  to  be 
highly  reliable.  During  the  period  of  operation,  30  December  1966  to  10  April 
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1967,  no  component  failures  were  reported.  However,  the  initial  setup  and 
programing  of  the  system  is  difficult  and  requires  the  empirical  determination 
of  many  parameters.  This  is  particularly  true  of  the  Fisher  process,  since 
knowledge  of  the  Fisher  intermediate  terms  must  be  known  in  order  to  deter¬ 
mine  the  optimum  data  truncate  settings. 

b.  Technical  Evaluation 

Evaluation  of  the  Auxiliary  Processor  as  a  detection  device  in¬ 
dicated  considerable  difficulty  exists  in  determining  the  fixed-threshold  detec¬ 
tion  levels  for  the  Fisher  and  Wiener  outputs.  Initial  determinlnation  of  the  de¬ 
sired  threshold  levels  was  difficult,  and  once  the  levels  were  determined,  it 
was  found  that  they  were  highly  non-time  stationary.  Attempts  to  adopt  stan¬ 
dard  procedures  to  update  the  threshold  levels  proved  to  be  inadequate.  Vari¬ 
ations  in  the  threshold  level  were  significant  enough  that  the  automatic  detection 

outputs  were  of  little  use  to  station  analysts.  An  adaptation  algorithm  for  use 

2 

in  the  threshold  detector  is  presented  in  CPO  Special  Report  No.  5. 

The  two  UK  outputs  were  programed  in  the  Auxiliary  processor, 
but  were  of  limited  use  at  CPO  for  classification  for  three  reasons.  First,  UK 
processing  is  designed  for  use  on  large  diameter  crossarrays,  but  CPC  is  a 
small  array  and  thus  lacks  sufficient  resolution  and  violates  the  assumption 
that  noise  is  uncorrelated  across  the  array.  Second,  the  two  outputs  may  be 
programed  for  only  two  directions,  severely  limiting  the  class  of  signals  which 
maybe  studied.  Third,  classificatioa  work  requires  preservation  of  signal 
waveform  for  all  events.  This  causes  a  basic  dynamic  range  conflict  with  the 
MCF  which  is  a  detection  device  requiring  adequate  noise  for  coherent  noise 
suppression.  The  MCF-Auxiliary  Processor  system  is  limited  to  a  12-bit  (66— 
db)  dynamic  range  on  input.  Since  on-line  emphasis  was  placed  on  MCF  signal 
extraction  and  detection  processing,  the  class  of  signals  available  for  study  was 
highly  restricted.  Large  signals  of  interest  were  clipped  on  input  or  during 
intermediate  computations  and  small  signals  of  interest  were  not  detected  on  the 
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Develocorder  display.  Therefore,  an  adequate  library  of  events  for  study  was 
not  collected. 

Work  in  this  area  was  subsequently  shifted  to  the  MCF  and  Aux¬ 
iliary  Processor  evaluation.  However,  the  identification  processing  technique 
warrants  study  if  the  processor  is  installed  at  a  more  suitable  array  location 
and  sufficient  events  can  be  accumulated. 

c.  Conclusions  and  Recommendations 

Much  useful  information  for  advancing  the  state-of-the-art  of 
real-time  automatic  detection  processing  was  gained  by  the  implementation  and 
evaluation  of  the  CPO  Auxiliary  Processor.  Both  the  Wiener  power  and  the 
Fisher  statistic  computations  appear  to  be  useful  for  detection  purposes,  but 
completely  automatic  detection  should  use  an  adaptive  threshold  device.  Such 
a  device  can  easily  be  incorporated  into  the  existing  hardware  with  a  relatively 
minor  modification. 

Little  information  was  gained  from  computation  of  the  UK  tech¬ 
nique  on-line  at  CPO.  The  adverse  array  properties  and  dynamic  range  coupled 
with  the  sparsness  of  desired  events  severely  limited  the  necessary  library  of 
events  required  for  this  study. 

C.  DALLAS  RESEARCH 

1.  Ambient  Noise 

This  study  was  directed  toward  determining  the  detailed  configur¬ 
ation  of  the  noise  field  at  CPO,  with  emphasis  placed  upon  the  time  stability  of 
the  noise.  Knowledge  of  thi  noise  structure  as  a  function  of  time  is  necessary 
for  optimum  Wiener  multichannel  filter  development,  since  the  effectiveness 
of  this  type  of  processing  depends  upon  the  noise  statistics  used  to  synthesize 
the  filters.  If  the  ambient  noise  structure  remains  stationary  in  time  and  the 
statistics  used  in  the  filter  synthesis  adequately  describe  this  structure,  then 
the  MCF  will  perform  optimally  over  extended  periods.  However,  if  the  ambi- 
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ent  noise  structure  change!  in  time,  the  filter  muit  be  synthesised  to  include 
the  statistics  >f  the  change. 


The  ambient  noise  field  properties  were  analysed  during  both 
contract  years  with  regards  to  absolute  power  density  spectra,  spatially  orga¬ 
nised  low-vulocity  noise,  and  spatially  organized  high-velocity  noise. 

Results  of  this  study  showed  that  the  ambient  noise  field  at  CPO 
does  not  change  significantly  over  extended  time  periods  or  on  a  daily  or  sea¬ 
sonal  basis.  However,  a  change  in  the  noise  field  does  exist  which  can  be  re¬ 
lated  to  microseismic  noise  generated  in  the  Atlantic  and  Gulf  Coast  regionr,, 
and  possible  the  Great  Lakes  region. 

These  results  imply  that  an  accurate  modeling  of  the  CPO  noise 
field  can  be  used  to  generate  a  multichannel  filter  set  which  can  be  used  in  a 
BMCF  processor  to  reject  ambient  noise  throughout  the  year,  except  for  periods 
of  intense  microseismic  activity. 

2.  Detection  Processing 

Off-line  Dallas -based  support  research  was  primarily  directed 
toward  determining  parameters  for  the  Auxiliary  Processor  program  and  to¬ 
ward  investigating  properties  of  the  Fisher  output.  Two  .'.ritical  parameters 
the  integration  gate  length  for  the  detection  outputs  and  the  low-cut  frequency 
filter  specification  for  the  Fisher  input  da  x,  were  determined.  Also  the  effect 
of  correlated  noise  on  the  Fisher  output  was  studied  empirically  in  relation  to 
the  low-cut  filter  specifications.  Compared  to  the  Wi-ner  outputs,  bignal  at¬ 
tenuation  for  the  Fisher  computation  as  a  function  of  wavenumber  was  deter¬ 
mined  to  be  significantly  greater. 

The  variable  threshold  problem  for  a  fixed  false-alarm  rate  was 
investigated  and  found  to  be  related  to  the  RMS  input  noise  level  for  the  Fisher 
output.  This  increase  could  not  be  related  to  the  effect  of  a  particular  noise 
contributor,  but  it  may  be  related  to  the  mantle  P-wave  noise  level. 
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3.  Visual  Data  Display 

This  task  was  directed  toward  improving  visual  Develocorder 
data  displays  in  order  to  aid  station  analysts  in  Interpretation  of  event  arrivals. 
*wo  approaches  to  this  task  were  analysed,  the  development  of  single -channel 
filters  to  be  applied  on-line  in  the  MCF  to  remove  the  system  amplitude  and 
velocity  responses  and  a  study  of  several  variable  display  techniques. 

In  the  single-channel  filter  study,  it  was  found  that  extremely 
long  filters  would  be  necessary  to  successfully  achieve  the  desired  response 
and  that  these  filters  would  require  more  core  space  in  the  MCF  than  is  avail¬ 
able.  Therefore,  this  technique  was  discontinued.  The  other  technique  showed 
that  variable  area  playbacks  combined  with  band-pass  filtering  produce  results 
which  would  be  very  advantageous  in  the  analysis  and  reporting  of  small  events. 
However,  no  method  is  currently  available  for  on-line  processing  using  this 
technique. 
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SECTION  III 

STATION  OPERATIONS 


A.  DESCRIPTION 

A  detailed  description  of  the  technical  instrumentation  and  faci¬ 
lities  at  the  observatory  can  be  obtained  from  the  Seismological  Observatories 
information  bulletin.  A  general  description  of  the  station  operations  and  in¬ 
strumentation  follows. 

CPO  records  seismic  data  24  hr  a  day.  The  instruments  are  ar 
ranged  in  five  concentric  rings  consisting  of  1,  3,  3,  6,  and  6  seismometers, 
respectively,  from  the  center  of  the  array  (Figure  HI- 1).  The  19  seismome¬ 
ters  are  short-period  vertical  Johnson -Mathe son  seismometers.  In  addition, 
the  array  contains: 

•  2  short-period  horizontal  Johnson -Mathe  son  seismometers 

•  1  intermediate -band  vertical  Melton  seismometer 

•  2  intermediate -band  horizontal  Melton  seismometers 

•  1  broadband  vertical  Geotech  7505  seismometer 

•  2  broadband  horizontal  Geotech  7505  seismometers 

•  1  long-period  vertical  Geotech  8700  A  seismometer 

•  2  long-period  horizontal  Geotech  8700  A  seismometers 

•  l  anemometer 

•  1  earth-powered  Benioff  seismometer 

•  2  high-frequency  seismometers 

The  observatory  also  operates  a  digital  multichannel  filter  processor  (MCF) 
and  a  digital  Auxiliary  Processor. 

For  analysis  and  storage,  all  data  are  recorded  on  two  14-chan 
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ARRAY  CONFIGURATION  CPO 


SURVEY  MARKER  Z-8 
LATITUDE  -  35°  35'4I.42MN 
LONGITUDE  -  85®  34'  I3.49"W 
ELEVATION  -  1883  FEET 


ARRAY 

INSTRUMENT 


[@|TANK  FARM 


Figure  UI-1.  CPO  Array 


ncl  tape  recorders,  two  }h-ch»nn*l  Develocorders,  on*  20«cb*nnel  Develoeer- 
(jj f (  and  one  1  l-channel  Devslocorder.  Tht  latest  chijiflt*  designat. nna  (qp  the 
various  Instruments  »r*  shown  in  Table  III  - 1  * 

D.  STATION  ANALYSIS 

1.  Routine  Analysis 

Routine  station  analysis  proceeded  throughout  the  year.  Station 
personnel  analysed  all  recorded  events  and.  where  possible.  Identified  all  re¬ 
corded  phase*.  Most  common  phases  identified  wore  P,  pP*  PP*  PI  P*  PKP» 

S,  SKS,  SS,  SSS,  Lg,  and  Lr.  Less  common  phases  identified  were  PKKP, 

SKKS,  PcP,  ScS,  and  other  cor*  phases.  Also,  station  personnel  record* d  T 

4 

phases  from  one  event. 

Other  routine  station  analysis  Included  the  daily  measurement 
of  ambient-noise  statistics  used  in  the  computation  of  AFT  AC  mlcroselsm 
curves  and  the  daily  telegrammlng  of  all  recorded  P-phas*  times  to  the  USCfcOS, 
These  dally  messages  contained  the  arrival  lime  ©t  P  and  the  period  and  am¬ 
plitude  of  the  maximum  pulse. 

Table  Hi  -  2  presents  the  number  of  event*  reported  by  the  station 
analysts  during  the  year. 

2.  Special  Projects 

The  special  projects  conducted  at  CPO  during  the  last  year  in¬ 
cluded  the  continued  compilation  of  an  event  library  and  analysis  and  evaluation 
of  the  MCF-AuxUlary  Processor  system.  This  latlsr  task  is  discussed  de¬ 
tail  in  Section  IV. 

The  event  library  consists  of  indexed  reproductions  tfilm  and 
magnetic  tape  play  back)  of  typical  and  interesting  events  as  recorded  at  the  ob¬ 
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Table  III-2 

NUMBER  OF  RECORDED  EVENTS 


Month 

Teleseisms 

Regional,  Near- 
Regional  and  Local  Events 

May  1966 

644 

8 

June  1966 

699 

3 

July  1966 

555 

42 

August  1966 

599 

8 

September  1966 

635 

7 

October  1966 

601 

10 

November  1966 

565 

17 

December  1966 

567 

2 

January  1967 

619 

6 

February  1967 

630 

10 

March  1967 

406 

2 

April  1967 

342 

10 

Total 

6862 

125 

An  index  card  with  information  such  as  phase,  arrival  time,  period,  amplitude, 
and  instruments  that  recorded  the  phase,  distance,  direction,  location,  and 
magnitude  was  prepared  for  each  interesting  event  as  determined  by  station  an¬ 
alysts.  The  library  was  used  by  analysts  to  provide  ready  access  to  events  for 
study  and  to  aid  in  the  identification  of  rarely  seen  phases. 

C.  ENGINEERING 

1.  Fiela  Conditions 

Existing  CPO  site  field  conditions  make  the  repair  and  laying  of 
cables  a  difficult  task  because  the  array  is  laid  out  through  numerous  swamps 
and  bogs.  These  conditions  make  travel  extremely  difficult  and  require  the  use 
of  four-wheel  drive  vehicles  to  traverse  the  trails  to  the  vaults.  The  installa- 
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tion  of  AEI  lighting  protectors  greatly  reduces  the  amount  of  necessary  field 
wovk. 

2.  Station  Instrumentation 


Throughout  the  pa»,t  year  station  instruments  have  functioned 
well.  However,  some  problems  which  occurred  were 


•  Develocorder  date  timer  malfunctions  —the  date  timer  in 
Dr  /elocorder  No.  I  was  replaced 

•  Beckman  regulator  and  power  control  unit  inoperative  re¬ 
placed  with  new  parts 

®  Leakage  in  calibration  cable  to  Z-10 

•  Long -period  Develocorder  inoperative  for  several  days 

•  Replacement  of  several  DCM's 
3.  Quality  Control 

The  CPO  data  were  checked  for  quality  control  in  several  areas, 
a.  Develocorder  Film  Quality  Control 

1)  Control  Post  Analysis  Forms 

The  forms  were  checked  for  completeness  and  legibility  to  re- 
d*  t  errors  in  key-punching. 

2)  Daily  Calibration  Logs 

The  logs  were  checked  for  completeness,  and  comments  were 
noted  concerning  problems  encountered  in  operation. 

3)  Film  Quality 

The  quality  of  film  was  compared  with  comments  in  calibration 

logs. 
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4)  Data  Quality 

Data  were  checked  by  analysis  of  film  for  comparison  with  an¬ 
alysis  forms.  On  this  analysis, 

•  A  check  was  made  for  missed  events 

•  Phase  identification  was  verified 

•  Measurement  of  events  were  made  to  check  accuracy 

•  Calibration  measurements  were  checked 

Overall  quality  of  the  CPO  film  was  good  throughout  the  year, 
especially  the  latter  part  of  the  year  Major  problems  were  found  in  Develo- 
corder  stoppages  and  skipping.  To  alleviate  this  problem,  a  rotation  system 
was  set  up  which  allow  personnel  to  overhaul  the  Develocorders  on  a  rotating 
schedule. 

b.  Magnetic  Tape  Quality  Control 

The  following  checks  were  performed  on  one  tape  per  week,  with 
all  other  tapes  being  spot  checked. 

1)  Tape  System  Noise 

•  A  visual  inspection  was  made  for  dropouts  and  spikes 

•  Peak-to-peak  wow  and  flutter  measurements  given  in  per¬ 
cent  of  deviation  were  made  inside  the  seismic  bandpass 
region 

•  A  check  was  made  for  outside  noise  spikes  such  as  Develo- 
corder  takeup,  etc. 

•  Deterioration  of  t?  ,a  due  to  oxide  buildup  on  heads  was 
checked 

2)  Tape  Alignme.it 
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•  Center  frequency  and  ^deviations  'vere  chs  ;ked  for  alignment 

e  Average  frequency  readings  were  taken  at  three  places  to 
check  for  frequency  drift  of  modulators 

•  Sine  calibration  was  also  checked  for  level,  distortion  and 
phasing 

3)  Seismometer  Calibration 

•  Visual  inspections  were  made  of  relative  amplitudes  and  sig¬ 
nal  level 

•  Relative  phasing  was  also  checked 

4)  Time  and  Timing 

•  Voice  quality,  WWV  quality  and  comments  were  checked 

•  Time  code  and  WWV  were  checked  for  synchronization 

•  Tape  start  and  calibration  times  were  also  checked 
Overall  quality  of  CPO  magnetic  tapes  was  good. 

4.  Modifications  and  Additions 

Several  modifications  were  introduced  at  the  CPO  station  during 
the  past  year.  The  most  significant  change  in  the  station  operating  configura- 
tion  was  the  development  of  the  Auxiliary  Processor  and  the  installation  of  the 
DMCF  and  Auxiliary  Processors.  An  addition  was  the  placing  of  the  fourth 
Develocordor  on-line  to  record  all  data  produced  by  the  digital  processors. 
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SECTION  IV 


MCF  -  AUXILIARY  PROCESSOR  SYSTEM 

A.  MCF  PROCESSOR 
1.  Description 

The  multichannel  filter  system  uses  digital  processing  tech¬ 
niques  for  simultaneous  real-time  filtering  of  several  inputs  through  sev¬ 
eral  filters.  Since  it  is  digital  the  system  is  highly  reliable,  can  operate 
unattended  over  long  periods  of  time,  and  any  or  all  cf  its  filter  coefficients 
can  easily  be  changed  by  programing  the  magnetic  core  memory  from 
punched  paper  tape  or  from  control  panel  switches.  The  processor  has 
the  capability  of  sampling  20  times /sec,  processing  up  to  five  filters /channel, 
storing  up  to  512  points /filter,  and  beam- steering  one  of  the  five  filters  in 
up  to  10  different  directions.  The  system  includes  the  following  features: 

•  32-channel  input  multiplier 

•  12-bit  analog -to- digital  convertei 

•  a  multichannel  filter  digital  processor 

•  an  8192-word  by  24-bit  ferrite  core  memory 

•  14  digital-to-analog  convertors  for  analog  output 

•  a  paper-tape  reader  for  rapid  loading  of  new  filter  routines 

•  a  high-speed  line  printer  for  printing  memory  contents  and 
self-test  results 

2.  Operation 

During  the  second  contract  year,  the  MCF  processor  was  pro¬ 
gramed  to  operate  using  eight  beam-steers  and  four  MCF's.  Filters  and 
beam-steeri  used  in  the  processor  are  shown  in  Table  IV-1,  and  beam- steer 
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Table  IV -1 

PROCESSOR  OPERATING  MODE 


Title 

BSO* 

BS1 

BS2 

BS3 

BS4 

BS5** 

BS6** 

BS7** 

BS8** 

MCFO* 

MCF1 

MCF2 

MCF3 

MCF4 


Description 
Straight  sum  (Z1  -  Z19) 

North,  velocity  =  12.6  km/ sec  {Z1  -  Z19) 
East,  velocity  =  12.6  km/sec  (Z1  -  Z19) 
South,  velocity  =  12.6  km/sec  (Z1  -  Z19) 
West,  veloctiy  -  12.6  km/sec  (Z1  •  Z19) 


In-line  summation  toward  USSR  using 
Z4,  6,  7,  9,  14,  15,  17,  and  19 


Transverse  summation  toward  USSR 
perpendicular  to  BS5 

In-line  summation  approximately  toward  NTS 
using  Z 1,  2,  8,  10,  11,  12,  13,  and  18 

Transverse  summation  approximately  toward 
NTS  perpendicular  to  BS7 


0.75  cps  low-cut  filter 

MCF3^  convolved  with  1.0-  to  2.  0-cps  bandpass 
filter 

IPIOWGS^  convolved  with  1.0-  to  2.  0-cps 
bandpass  filter 

MCF3* 

MCF24* 


MCFO  subsection  prefilters  the  19-channel  data  and  presents  it  for 
use  in  the  BS  subsection. 

Used  as  inputs  to  UKO  and  UK1  of  Auxiliary  Processor. 

^  A  complete  description  of  the  filters  is  discussed  in  Appendix  A  of 
CPO  Annual  Report  No.  1. 
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delays  corresponding  to  Table  IV- 1  are  presented -in  Table  IV-2. 

The  1.  0  to  2.  0  cps  bandpass  filter  used  with  MCF1  and  MCF2 

is  shown  in  Figure  IV-1.  Also  shown  in  Figure  IV- 1  is  the  0.  5  cps  low-cut 

filter  used  in  the  MCFO  subsection  of  the  processor.  This  particular  filter 

is  used  because  its  output  is  processed  through  the  Fisher  section  of  the 

Auxiliary  Processor,  and  results  of  testing  different  filters  by  the  Fisher 

statistic  have  shown  this  to  be  the  optimum  filter  for  maximum  rejection  of 
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coherent  noise  with  minimum  degradation  of  signals. 

3.  Hardware  Evaluation 

a.  Reliability 

For  the  period  18  March  1966  to  30  September  1966  (when  the 
processor  was  returned  to  Dallas  for  interfacing  with  the  Auxiliary  Proces¬ 
sor),  a  mean-time-between-failures  of  900  hr  was  computed. 

For  the  period  19  May  1966  to  30  September  1966  (the  period 
following  "infant  mortality"  or  2000  hr  when  faulty  components  were  identi¬ 
fied  and  replaced  and  other  maintenance  problems  normally  found  in  new 
equipment  were  corrected),  a  mean-time-between-failures  of  900  hr  was 
computed.  This  900-hr  mean  time  was  much  better  than  that  theoretically 
developed  for  the  processor  (277  hr). 

On  20  December  1966,  when  the  processor  was  returned 
on-line  after  interfacing  with  the  Auxiliary  Processor  at  the  Dallas  facility, 
no  additional  processor  failures  were  encountered.  This  additional  operation 
time  from  20  December  1966  to  10  April  1967  indicates  a  significant  increase 
in  mean-time-between-failures.  (The  processor  ran  approximately  2600  hr 
without  failure. ) 

b.  MCF  Coefficient  Loss  Problem 

Since  MCF  processor  installation  at  CPO  in  March  1966, 
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23  POINT,  0.75  CPS  LOW  CUT  FILTER 
23  POINT,  1.0  -  2.0  CPS  BAND  PASS  FILTER 


FREQUENCY  (CPS) 

Figure  IV-3.  Reaponae*  of  the  0. 75-cpa  Low-Cut  Filter  end  the 
1.  0-through  Z.O^epa  Bandpaaa  Filter 


sporadic  loss  of  filter  coefficients  caused  problems  until  the  unit  was  taken 

off-line  in  September  1966  for  interfacing  with  the  Auxiliary  Processor.  A 

lengthy  discussion  of  the  coefficient  loss  problem  during  the  first  contract 
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year  is  presented  in  Appendix  A  of  CPO  Quarterly  Report  No.  5.  Also 
included  in  this  report  is  a  discussion  of  a  "no  delay"  fix  installed  in  the 
processor.  Results  of  testing  this  fix  showed  that  the  processor  could  sur¬ 
vive  a  type  of  transient  which  previously  had  been  found  to  cause  coefficient 
losses. 

However,  after  installation  of  the  processor  in  December 
1966,  coefficient  losses  were  still  encountered.  Further  investigations 
showed  the  losses  were  due  not  only  to  power-line  transients  but  also  to  a 
severe  ground-loop  problem.  To  alleviate  this  problem,  the  following  modi¬ 
fications  were  incorporated  in  the  processor. 

•  The  paper-tape  reader  logic-ground  connection  was 
moved  inside  the  MCF  to  the  terminal  strip  which 
supplies  power  to  the  Auxiliary  Processor 

•  The  logic-power  wiring  was  moved  to  the  paper- 
tape  reader  so  that  it  was  not  routed  through  the 
controller  drawer  (the  three  cabinets  also  were 
grounded) 

•  The  printer-logic  ground  was  removed  to  the 
eontroUe  *  drawer  and  reconnected  at  the  power 
supply 

Since  these  modifications,  three  coefficient  losses  were 
reported  between  January  11  and  February  14.  On  February  14,  the  system 
was  modified  again  by  changing  the  grounding  on  the  time  input.  After  this 
modification,  the  processor  was  operational  at  the  station  until  April  1967 
with  only  one  coefficient  loss  occurring  on  March  7  during  a  severe  electrical 
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storm.  Therefore,  11  can  be  concluded  that  the  additional  modifications  mad# 
have  essentially  eliminated  the  coefficiert-loss  problem, 

4.  Technical  Evaluation 
a.  Event  Detection 

To  examine  the  increase  in  detection  capability  afforded  the 
CPO  analysts  by  the  MCF  processor,  a  study  was  performed  to  determine 
how  many  additional  events  the  analysts  could  detect  using  the  MCF  data 
than  they  could  without  using  the  MCF  data.  In  this  study,  analyst#  compiled 
two  separate  events  lists.  One  of  these  lists  vas  compiled  using  only  the 
MCF  data  and  the  other  list  was  compiled  using  the  primary  and  secondary 
data  excluding  the  MCF  traces.  Results  of  their  study  are  summarised  in 
Table  IV- 3. 

Table  IV- 3  demonstrates  that  the  MCF  addition  to  the  obser¬ 
vatory  significantly  increased  the  number  of  events  reported.  Through 
September  1966,  there  was  an  average  monthly  increase  in  events  picked  of 
70  percent  compared  with  the  station  average  from  May  1965  through 
September  1966. 

Further  demonstration  of  the  increased  detection  caused  by 
the  installation  of  the  MCF  is  shown  in  Figure  1V-E,  which  shows  the  percep¬ 
tibility  curves  for  CPO  data  for  four  different  time  periods:  before  use  of 
the  MCF,  1963;  June  and  July  1965;  January,  February  and  l/Z  of  March 
1966;  ard  after  the  use  of  the  MCF,  February  and  March  1967,  This  figure 
shows  that  average  perceptibility  was  l<*wered  by  as  much  as  0.Z  magnitude 
from  the  spring  of  1965  when  the  analysts  went  to  CPO  to  March  1966  when 
the  processor  was  installed.  Perceptibility  was  lowered  by  as  much  as  0.  5 
magnitude  from  the  1963,  1965,  and  1666  data  to  the  1967  data  after  the 
protestor  installation.  It  I  a  apparent  from  this  that  the  processor  has  pro* 
duced  a  ’learning  at  CPO  which  caused  the  large  increase  in  primary 


Tab)*  IV- 3 

COMPARISON  OF  EVENT  DETECTION 


Primary  and 
Si-eendary  MCF 


MCF  installed  8  March 


•#une 


306*  555(501)*^Primary  and  secondary  data 

nalyaed  In  Dallas 


358*  549(523}* 

359*  635(550)* 


MCF  removed  on  30  Sept 


MCF  installed  30  Dec 

MCF  event  count  inaccurate 
because  of  threshold  problem 


10  Mar  analyst  personnel 

MCF  removed  on  10  April. 
Station  close-out  conducted 
during  April 


Adjusted  for  days  MCF  off-line 


m)  30  mi  no  vw 


- 

and  secondary  reported  events,  as  shown  in  the  table. 

The  fact  that  examination  of  MCF  output  data  had  an  impact 
on  the  station  analysts'  proficiency  in  event  detection  is  significant.  The 
MCF  improvement  in  number  of  reported  events  obtained  during  the  last 
four  months  of  MCF  evaluation  work  was  subsequently  reduced  considerably. 
February  1967,  for  example,  showed  only  a  7.8  percent  increase.  However, 
as  will  be  pointed  out  in  the  nox*  subcection,  the  MCF  was  still  able  to  dem¬ 
onstrate  as  much  as  27  percent  increase  in  the  number  of  reported  and 
associated  results  as  a  function  of  A. 


b.  Event  Association 


To  further  compare  the  two  lists  of  events,  February  and 
March  1967  data  were  studied  to  determine  not  only  the  increase  in  the  num¬ 
ber  of  reported  everts,  but  also  the  increase  in  the  number  of  associated 
events.  In  this  study,  both  lists  were  compared  with  known  seismic  events, 
and  results  were  obtained  which  compared  events  recorded  and  with  respect 
magnitude,  azimuth,  delta,  and  seismic  region  (Figure  IV-3). 


Table  IV-4  presents  number  of  events  reported  and  missed 
vs  magnitude  and  della  ranges  (in  IC*  increments).  It  can  be  seen  from  this 
table  that  nearly  all  events  of  magnitude  £4.  3  will  be  recorded  in  the  20° -90° 
range.  However,  several  areas  do  exist  in  which  the  majority  of  the  events 
are  not  recorded. 


To  explain  this,  Figures  IV-4  through  IV-7  wer\  plotted  to 
show  the  areas  producing  seismic  evonts  which  were  recorded  and  mirsed 
at  CPO.  Table  IV- 5  facilitates  the  interpretation  of  these  figures. 


These  figurer  show  that  CPO  does  not  record  many  events 
from  the  northern  hemisphere  —  notably  from  the  far  northern  part  of  the 
North  Atlantic  Ridge  and  from  the  Aleutian  and  Kurile  Islands.  However, 

CPO  does  an  excellent  job  of  recording  events  from  Mexico,  Central  America, 
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Figure  IV- 3.  Seismic  Regions 
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Table  IV- 5 

CPO  MAJOR  EVENT  PATTERNS  OP  RECORDING  FOR 
FEBRUARY  AND  MARCH  1967 


Magnitude 


Area  Pattern  of  Event  Recordin 


MS3.7 

7 

Majority  recorded 

(Figure  IV-4) 

8 

Gray  area  at  50° 

10 

Majority  recorded 

17 

Missed 

18 

Missed 

M  =  3.8,  3.9,  4.0 

1 

Missed 

(Figure  IV-5) 

3 

Missed 

n 

« 

2/3  recorded 

8 

Gray  area  at  63° 

10 

Majority  recorded 

17 

1/4  recorded 

18 

Missed 

M  =  4.1,  4.2,  4.3 

1 

Missed 

(Figure  IV- 6) 

2 

Missed 

3 

1/4  recorded 

7 

Majority  recorded 

8 

2/3  recorded 

(majority  of  the  events  at  45°  to  55°  and  in¬ 
land  from  coast  are  missed) 

10 

Majority  recorded 

17 

1/2  recorded 

13 

1/3  recorded 

M  2:4.  4 

Nearly  all  events  in  this  magnitude  range  are 

(Figure  IV-7) 

recorded  excluding  nine  from  areas  1  and  2 
and  several  from  groups  8  and  18 

■ 


and  the  northern  part  of  South  America,  with  the  exception  of  a  few  gray  areas 
in  South  America. 

Examination  of  Table  IV-4  shows  that  the  MCF  list  associated 
44  events  not  on  the  primary  list.  No  relationship  could  be  found  between 
the  44  associated  events  and  their  magnitude,  distance  or  location. 

An  analysis  of  the  event  association  dav>  in  Table  IV-4  on  the 
basis  of  A  indicates  a  27  percent  increase  in  events  detected  by  the  MCF  for 
the  prime  detection  range  of  80°  to  90°  (Table  IV-6).  The  percent  improve¬ 
ment  drops  to  9  percent  for  A  =  20°  to  308,  as  would  he  expected  on  the  basis 
of  the  MCF  wavenumber  response. 

A  comparison  between  the  MCF  improvement  and  the  MCF 
wavenumber  (k)  response  is  shown  in  Figure  IV-8.  The  k  response  repre¬ 
sents  the  average  isotropic  response  for  MCF3  ,  MCF24  and  IP  10  WGS 
(filters  applied  on  line  during  this  period)  at  1.  0  cps.  Data  upon  which  this 
response  is  based  was  presented  in  Appendix  A  of  CPO  Annual  Report  No.  1.* 

Figure  IV- 3  demonstrates  reasonable  agreement  between  the 

— » 

MCF  improvement  for  associated  events  and  the  k  response  of  the  MCF 
coefficients. 

Since  perceptibility  at  CPO  had  been  lowered  by  as  much  as 
0.  5  magnitude  for  primary  and  secondary  event  reporting  as  a  result  of  the 
MCF  operation  at  CPO,  it  is  significant  that  measurable  improvement  is 
still  demonstrated  during  the  February  and  March  1967  MCF  e  valuation 
period. 
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c.  Noise  Study 


To  study  the  amount  of  noise  rejection  achieved  by  the  MCF, 
the  following  three  noise  samples  were  digitized  and  noise  rejection  curves 
were  plotted. 

•  Day  033  -  quiet  sample 

•  Day  046  -  normal  sample 

•  Day  046  -  noisy  sample 

These  three  samples  were  chosen  as  representative  of  the  majority  of  the 
noise  conditions  at  CPO,  thus  producing  a  good  representation  of  how  the 
processor  would  react  under  most  conditions  encountered. 

To  compare  the  MCF's  with  each  other  and  with  previous 
off-line  analysis,  the  responses  were  corrected  as  follows: 

•  Correct  all  traces  to  absolute  power  relative  to 
1.  0  mp^/cps  at  1.  0  cps  with  Z-5  as  reference  by 
performing  calibration  analysis  on  each  trace 

•  Remove  the  effect  of  the  processor  (Figure  IV- 9) 
from  each  vrace 

•  Remove  the  effect  of  the  0-  through  2.  0-cps 
passband  filter  (Figure  IV- 1)  convolved  with 
MCF1  and  MCF2 

After  removing  these  three  factors  from  the  MCF  outputs  and 
correcting  trace  Z-5  to  absolute  power,  N^/N^  curves  were  computed  and 
are  shown  in  Figures  IV-10,  IV- 11  and  IV- 12  for  the  quiet,  normal  and 
noisy  samples,  respectively.  Noise  improvement  shown  in  these  illustra¬ 
tions  is  summarized  in  Table  IV- 7. 

Comparison  of  the  data  in  Figures  IV-10  through  IV- 12  with 
previous  off-line  analysis  indicates  that,  in  general,  the  processor  is 
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Table  IV-7 

NOISE  IMPROVEMENTS  FOR  QUIET,  NORMAL,  AND  NOISY  SAMPLES 


Noise  Improvement 

Noise  Improvement 

Noise  Type 

Filter 

(0.6  to  1.4-cps  range) 

(1.4  to  4.  0-cps  range) 

Low  ’level 

MCF1 

2.  5  to  7.  0  db 

5.  1  to  14.  2  db 

(Figure  V-2) 

MCF2 

2.  5  to  7.  0  db 

3.  7  to  14. 2  db 

MCF3 

5.7  to  17.0  db 

11.  5  to  18.  0  db 

MCF4 

5.  1  to  11. 5  db 

1.  9  to  12.4  db 

Average  level 

MCF1 

3.  0  to  8.  7  db 

3.5  to  15.0  db 

(Figure  V-3) 

MCF2 

3.  0  to  8.7  db 

4, 3  to  15.  6  db 

MCF3 

6. 0  to  12.  6  db 

8.6  to  18.  6  db 

MCF4 

5.  8  to  8.  3  db 

6.  3  to  16.7  db 

High  level 

(Figure  V-  4) 

MCF1 

1. 8  to  8.  9  db 

5.  1  to  15.  2  db 

MCF2 

0  to  7.  5  db 

4.7  to  16.9  db 

MCF3 

3.9  to  12.4  db 

10. 5  to  18.  2  db 

MCF4 

4.  7  to  9.  0  db 

3. 7  to  15. 2  db 

Off-line 

MCF1 

10  to  16  db 

11.  3  to  21.4  db 

analysis 

(MCF3) 

MCF2 

8.9  to  15.  9  db 

11.  1  to  19.6  db 

(IP  10  WGS) 

MCF3 
( MCF3) 

10  to  16  db 

11.3  to  21.4  db 

MCF4 
( MCF24) 

7.  3  to  10.4  db 

8. 3  to  12.  7  db 
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obtaining  good  noise  suppression  consistent  with  previously  developed  off¬ 
line  data.  However,  indications  are  that  there  may  be  small  inaccuracies 
in  the  on-line  processed  data*  for  example; 

•  MCF1  and  MCF3  results  should  be  identical  once 
frequency -filtering  effects  are  removed 

•  From  previous  results  MCF3  and  IP10  WGS  should 
produce  comparable  results  on  the  averages  which 
is  not  the  case  here 

The  discrepancies  seem  to  be  in  data  which  has  had  frequency  filtering 
effects  removed  (MCF1  and  MCF2).  It  is  suspected  that  there  may  be  a 
3  to  4  db  error  in  this  data,  but  attempts  to  confirm  this  were  unsuccessful. 

In  summary,  the  data  indicates  that  the  MCF  was  obtaining 
the  expected  improvement  in  noise  suppression  on  all  trace  outputs  if  the 
assumption  regarding  MCF1  and  MCF2  is  correct.  In  the  primary  signal 
frequency  band  of  0.  6  to  1.  4  cps  from  3.  0  to  17.  0  db  improvement  was 
obtained,  and  at  higher  frequencies  of  1.  4  to  4.  0  cps  from  1.  9  to  18.  2  db 
of  improvement  was  obtained  for  the  samples  studied. 

To  compare  the  output  of  the  processor  with  a  standard  out¬ 
put  (single  trace,  ST-straight  sum,  STF-straight  sum  bandpass  filtered  1.0 
through  2.0  cps  with  18  db/octave  slope),  microseism  curves  were  computed 
for  the  processor's  output.  This  section  presents  the  results  of  the  com- 
parison. 

The  comparison  between  MCF1  and  MCF2  and  STF  and  the 
comparison  between  MCF 3  and  MCF4  and  ST  are  important  in  this  study. 
Figures  IV-13  and  IV-14  present  the  comparison  between  MCF1  and  MCF2 
and  STF  with  Z-8  included  as  a  reference  trace.  Figures  IV- 15  and  IV- 16 
present  the  comparison  between  MCF3  and  MCF4  and  ST  with  Z-8  again 
included  for  a  reference  trace. 
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Probability  of  Microseisms  in  the  0.4-  to  1.4-  sec  Period  Range  Occurring 
at  or  Less  Than  a  Given  Ground  Displacement  at  CPSO  during  January  1967 


Figure  IV- 13  shows  a  6.  0  db  improvement  at  the  50-percent 
level  when  comparing  MCF1  and  MCF2  with  Z  TF  trace.  Similarly,  Figure 
IV-14  shows  a  3.  3-db  improvement  for  the  MCF's,  Figure  IV- 15  shows  a 
7.  3-db  improvement  at  the  50-percent  level  when  comparing  MCF3  and  MCF4 
with  the  Z  T  trace.  Similarly,  Figure  IV-16  shows  a  2.4-db  improvement  for 
the  MCF's.  Averaging  the  results  for  the  four  figures  gives  an  MCF  improve¬ 
ment  of  4.75  db.  Therefore,  it  is  obvious  that  the  MCF's  are  better  than  the 
ZT  and  ZTF  traces  for  signal  detection  in  the  presence  of  microseismic 
activity. 

5.  Conclusions  and  Recommendations 

Based  on  the  analysis  of  the  processor  operation  during  the 
two  contract  years,  the  following  conclusions  have  been  reached: 

•  The  processor  may  be  operated  by  trained  analysts, 
rs  was  done  at  CPO  for  the  last  4  mo.  of  the  contract 

•  The  processor  may  be  maintained  by  a  trained  technician 

•  Use  of  the  processor  indicates  empirically  a  personnel 
decrease  of  one  person  required  in  the  station  analysis 
section  as  a  result  of  increased  ease  in  detecting  events 
and  in  identifying  event  phases  and  direction 

•  At  the  CPO  site,  no  apparent  aeed  was  evident  which 
warranted  the  updating  of  the  MCF's  since  consistent  noise 
suppression  was  found  during  both  contract  years 

•  The  processor  increased  the  analysts'  detection  capability, 
but  the  CPO  station  still  did  not  report  events  from  the 
northern  hemisphere 

From  this  study  several  recommendations  based  both  on  the 
results  obtained  from  evaluating  the  data  in  the  seismic  research  areas  in 
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the  Dallas  center  and  from  analysts'  evaluation  of  the  processor  as  an  aid  in 
event  detection,  are 

0  Primary  on-line  evaluation  should  be  performed  using 
the  MCF  data  rather  than  secondary  or  primary  data. 
Increased  MCF  S/N  improvement  has  a  definite  impact 
on  station-detection  capability. 

•  Use  of  the  beam- steer  capability  in  small  arrays  is  useful 
even  when  resolution  is  limited.  Analysts  stated  that  when 
the  additional  beam- steer  traces  were  compared  with  each 
other  and  with  the  four  MCF  output  traces,  they  gave  a 
better  indication  of  the  presence  of  events,  and  verified 
the  presence  of  a  suspicious  signal  or  phase  carried  on 
all  the  traces.  Also,  some  useful  resolution  is  obtained 
for  low-velocity  signals  from  local  or  regional  events. 

•  The  bandpass  filter  used  at  CPO  had  too  narrow  a  passband 
and  was  limiting  analysis,  since  it  was  rejecting  a  signifi¬ 
cant  portion  of  some  signals.  A  passband  of  0.  6  to  2.  0 
cps  is  recommended. 

•  All  beam- steer  and  MCF  outputs  should  use  frequency 
filters  with  the  same  passband. 

B.  AUXILIARY  PROCESSOR 
1.  Description 

The  design  philosophy  and  general  appearance  of  the  Auxiliary 
Processor  was  modeled  after  the  MCF  processor.  The  unit  is  composed  on 
an  80- in.  single  bay  rack  containing  arithmetic,  output  and  controller 
drawers.  The  spare  rack  space  in  the  Auxiliary  Processor  may  be  used 
for  support  equipment,  such  as  the  paper  tape  reader  or  other  test  equipment. 
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All  input  data  signals  are  derived  from  the  basic  MCF  as 
follows:  the  Wiener  power  process  derives  its  input  from  the  MCF1-4  out¬ 
puts,  the  Fisher  process  accepts  single- channel  data  from  the  MCFO  output, 
and  the  UK  process  derives  its  input  from  two  selectable  beam- steer  outputs. 

The  processor  outputs  are  converted  from  digital-to-analog 
using  the  same  type  converter  as  those  used  in  the  MCF  processor.  The 
processor  outputs  are  summarized  as; 

•  One  Fisher  output  trace 

•  Two  UK  output  traces  corresponding  to  two 
programed  area  locations 

•  Four  Wiener  power  traces  corresponding  to 
the  MCF1-4  output  i  races 

•  One  Fisher  threshold  tn~e  corresponding  to 
the  Fisher  output  trace 

•  Four  Wiener  threshold  traces  corresponding 
to  the  four  Wiener  power  traces 

The  program  selection  for  the  processor  is  determined  by 
several  panel-mounted  switches.  The  following  variables  may  be  programed: 

•  Fisher  Process 

Normalization  constants  N1  and  N2  are  variable 

from  0  to  777 _.  History  length  (gate  length  of 
o 

computation)  may  be  selected  from  0  to  999  points. 

•  UK  Process 

History  length  is  variable  from  0  to  999  points, 
and  selection  of  the  4  beam- steers  (2  each  for 
UKO  and  UK1)  is  provided. 
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•  Wiener  Power  Process 


History  length  specifiable  in  R  interval,  0  to  99, 
and  S  samples,  0  to  99,  where  the  gate  is  deter¬ 
mined  by  R  intervals  of  S  samples  each. 

•  Threshold  Detectors 

Independently  variable  threshold  levels  are 
programable  from  0  to  777g. 


2.  Operation 

Once  the  Auxiliary  Processor  system  was  initially  programed, 
adjustment  was  limited  to  daily  changes  of  the  threshold-level  detection 
switches  for  the  Fisher  and  Wiener  outputs.  However,  several  problems 
were  encountered  in  the  initial  programing.  These  were  determining  the 
input  data  truncation  switch  for  the  Fisher  Process,  the  Fisher  intermediate 
summation  truncate  switch,  the  Fisher  transform  constant  N2,  and  the 
method  for  accurately  setting  the  threshold  level  switches.  Recommendations 
for  simplifying  the  set-up  and  operation  of  the  system  are  presented  in 
Section  IV-B4. 

The  Auxiliary  Processor  was  operational  on-line  at  CPO  from 
30  December  1966  to  10  April  1967.  Table  IV-8  presents  a  summary  of  the 
fixed  program  employed  :  the  digital  MCF  and  Auxiliary  Processor  during 
this  time  period.  Table  IV- 1  presented  a  summary  of  the  MCF's  and  beam- 
steers  employed  in  the  processor. 

3.  Hardware  Evaluation 

The  CPO  Auxiliary  Processor  is  a  highly  reliable  digital 
processing  device.  During  its  operation  at  CPO  (over  3  months)  not  one 
failure  occurred*  This  represented  an  operating  lime  of  approximately 
2900  hr.  For  future  operations  this  unit  should  continue  to  be  quite  reliable 
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Table  IV-8 

PROCESSOR  PROGRAM  DATA 
MCF  PROCESSOR 


Channels 

19 

Filter  points 

57 

Multichannel  filters 

5 

Beam-  steers 

9 

Signal  conditioner 

All  0's 

D-A  converter 

Channels 

Channels 

0  to  4  =  -  3 
11  to  14  =  -3 

Beam-steer  history 

15 

Time  delay 

28 

AUXILIARY  PROCESSOR 

Arithmetic  drawer 

UKO 

56 

UK1 

78 

UK  history 

60 

Fisher  N1 

777o 

208 

60° 

Fisher  N2 

Fisher  history 

MCF  Power 

R  =  60,  S  =  1 

Output  drawer 

UKO 

-3 

UK1 

-3 

MCFO 

-4 

MCF1 

-4 

MCF2 

-3 

MCF3 

-3 

Fisher 

-15 

Data  trucate 

Fisher 

-3 

switches 

UK 

-2 

MCF  power 

-2 

Fisher  summation 

-7 

truncate  switch 
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since  it  consists  entirely  of  solid-state  hardware  with  the  exception  of  the 
blower  motor. 

Little  maintenance  experience  was  gained  on  the  unit  due  to 
its  high  reliability.  Once  installation  and  operational  checkout  was  complete, 
processor  maintenance  was  limited  to  routine  operations. 

During  the  on-site  installation  and  checkout,  some  knowledge 
of  the  processor  maintenance  was  gained.  The  following  conclusions  were 
drawn  from  this  limited  experience: 

•  The  processor  can  be  maintained  by  an  individual 
trained  in  MCF  maintenance  if  he  reads  and  under¬ 
stands  the  handbook 

a  The  computer  wire  list  provided  with  the  system  is 
adequate  but  cumbersome  to  use 

4.  Technical  Evaluation 
a.  Automatic  Detection 

Two  problems  were  encountered  at  CPO  in  implementing  and 
evaluating  automatic  on-line  detection  with  the  Auxiliary  Processor  system. 
One  problem  was  that  the  defined  detection  threshold  for  a  fixed  false-alarm 
rate  was  highly  variable.  The  other  was  that  the  method  used  for  determina¬ 
tion  of  the  threshold  levels  was  inaccurate  and  cumbersome. 

These  two  problems  interrelate  since  the  time  variability 
problem  could  have  been  partially  overcome  by  adjusting  the  detection  thresh¬ 
old  settings  often,  but  a  rapid  and  accurate  technique  for  determining  the 
desired  threshold  level  for  a  fixed  false-alarm  rate  was  not  available  with 
the  existing  hardware  and  setup.  The  inaccuracy  of  the  threshold  determina¬ 
tion  techniques  could  have  been  overcome  by  record  •>  outputs  on  FM  tape 
and  conducting  off-line  analysis  to  determine  the  de  d  levels,  but  this  was 
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useless  due  to  the  non-time  stationarity  of  the  Fisher  and  Wiener  power  output 
noise  distribution. 

A  procedure  was  adopted  at  CPO  to  update  the  threshold  levels 
on  a  daily  basis.  This  procedure  established  an  approximate  representation 
of  the  output  noise  distribution  in  terms  of  the  daily  threshold-level  setting. 

Exact  cause  of  the  variation  in  output  levels  is  not  known  at 
this  time;  however*  it  is  reasonable  to  suspect  several  sources.  In  the  case 
of  the  Fisher  process,  changes  in  the  mantle  P-wave  noise  level  and  in  the 
level  of  the  trapped-mode  noise  are  probably  the  most  significant  contributors. 
Mantle  P-wave  noise  v,  liability  as  well  as  changes  in  trapped-mode  noise 
direction  could  affect  the  Wiener  detection  outputs. 

Results  from  the  CPO  noise  analysis  indicated  that  the  pre¬ 
dominate  trapped-mode  noise  components  remained  stationary  over  the  anal¬ 
ysis  period.  However,  indications  were  that  the  intensity  of  the  various  com¬ 
ponents  varied;  such  a  variation  would  reasonably  affect  the  Fisher  distribu¬ 
tion. 

Determination  of  the  desired  threshold  level  for  the  Fisher 
and  Wiener  power  outputs  would  normally  be  based  upon  a  fixed  false-alarm 
rate  which  could  be  determined  from  knowledge  of  the  detection  output  dis¬ 
tribution  vahies,  assuming  that  the  distribution  remains  stationary  over  a 
reasonable  period,  such  as  a  season.  Under  this  assumption,  off-line 
processing  of  detection  output  data  would  be  reasonable  to  determine  the 
amplitude  distribution  and  subsequently  the  desired  threshold.  Detection 
output  data  could  be  collected  on  FM  tape,  digitized  and  the  distribution 
computed. 

Since  the  apparent  amplitude  distributions  at  CPO  were 
non-time  stationary  over  periods  as  short  as  hours,  ruling  out  off-line 
processing  for  level  determination,  an  on-line  procedure  was  established 
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which,  in  effect,  was  a  trade-off  between  accuracy  and  speed.  This  procedure, 
although  performed  daily  and  more  often  if  required,  proved  to  be  inadequate 
to  handle  the  non-time  stationarity  problem.  Probably  this  was  due  in  part 
to  inaccuracy. 

The  procedure  determined  the  mean  amplitude  value  from  a 
5-min  period  of  noise  using  five  noise  measurements  at  approximately  1-min 
intervals.  Each  measurement  was  made  over  10- sec  of  data  and  involved 
determining  the  amplitude  value  of  the  peaks  and  troughs  and  arranging  them 
to  obtain  a  mean  output  level.  The  five  measurements  were  arranged  to 
determine  the  daily  mean  value  for  each  detection  output.  The  mean  was  then 
multiplied  by  a  constant  to  determine  the  threshold  value.  Several  constants 
were  tried,  based  upon  an  assumed  distribution,  with  the  constant  2.  5  deter¬ 
mined  best  from  observed  data. 

In  practice,  this  technique  was  limited  by  the  absence  of  an 
accurate  vertical  scale  on  the  Develocorder.  A  make- shift  scale  was  applied 
to  the  film  by  placing  the  output  D-A  switches  for  the  Fisher  and  Wiener 
power  outputs  in  the  "+"  and  "0"  test  modes.  This  produced  a  zero  and  maxi¬ 
mum  value  ( i  77^)  on  the  fi1  m  whi  h  could  be  used  as  a  scale.  When  in  this 
test  mode,  Fisher  and  Wiener  power  data  are  not  output. 

Since  problems  were  encountered  using  the  automatic  detection 
thresholds,  an  attempt  was  made  to  analyze  the  Wiener  power  and  Fisher 
outputs  for  detection  purposes.  This  proved  to  be  unsatisfactory  to  the  sta¬ 
tion  analysts  because  the  effect  of  smoothing  of  the  integration  gate  destroyed 
signal  energy  content  and  waveform,  and  made  the  transition  from  noise  to 
signal  areas  for  small  events  quite  gradual  contrasted  to  the  normal  sharp 
break  detectable  for  a  P-wave  arrival.  Also,  the  "event  signatures"  which 
were  commonly  used  to  detect  low-level  signals  were  not  easily  recognized 
after  detection  processing. 

In  addition,  the  absence  of  a  zero  level  for  each  of  the  traces 
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made  it  difficr.it  to  determine  visually  relative  amplitude  on  the  trace  data. 

Limited  comparisons  of  the  Fisher  and  Wiener  power  process¬ 
ing  at  CPO  were  made  by  the  observatory  analysts  while  attempting  to  analyse 
these  data  for  event  detection,  including: 

•  For  high  velocity  signals,  the  ratio  of  the  peak  signal 
output  to  the  RMS  statistic  is  larger  for  the  MCF 
processes  than  for  the  Fisher  output  (Figures  IV- 17 
and  IV- 18) 

a  The  Fisher  signal  response  to  quarry  blasts  shows 
the  Fisher  outputs  to  be  unaffected  by  P-  and  S-wave 
energy  falling  in  the  velocity  ranges  6.  1  to  8.  km)Jsec 
and  3.25  to  3.51  km/sec,  respectively  (Figure  IV- 19) 

The  Fisher  signal  response  property  was  also  investigated  in 
off-line  research  (Section  V)  and  found  to  decrease  rapidly  with  increasing 
wavenumber.  This  property  proved  quite  useful  at  CPO  for  distinguishing 
local  and  near  regional  events  from  teleseismic  P-wave  energy  and  on  sev¬ 
eral  occasions  aided  in  detecting  teleseismic  P-wave  energy  during  quarry- 
blast  arrivals. 

b.  Classification 

Analysis  ot  the  two  UK  outputs  at  CPO  indicated  that  the 
British  Classification  scheme  could  be  effectively  applied  on-line.  However, 
three  limitations  exist,  two  caused  by  the  present  implementation  and  the 
other  caused  by  CPO  noise  properties.  These  limitations  are 

•  The  two  UK  outputs  are  computed  from  a  fixed  program 
which  in  essence  restricts  classification  work  to  two 
signal  sources.  At  CPO  the  outputs  xrexe  computed  for 
NTS  and  for  Russia. 
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Data  Processed  by  the  MCF  and  Auxiliary  Systems 
During  Known  Signal  Conditions 
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•  Classification  based  upon  the  UK  scheme  requires  preser- 
vati  m  of  signal  waveform.  The  MCF  —  Auxiliary  Processor 
system  is  limited  to  72-db  dynamic  range  on  input  (12  bits). 
Since  this  system  is  used  primarily  for  detection  based 
upon  suppression  of  coherent  noise,  the  input  noise  level 
must  be  sufficiently  high  to  insure  adequate  noise  statistics 
for  MCF  processing.  Thus,  large  signals  are  clipped  on 
input  or  during  intermediate  computations. 

•  The  UK  technique  is  designed  for  application  to  intermediate 
size  crossarray  data  (approximately  20  km)  to  insure  ade¬ 
quate  resolution  and  an  uncorrelated  ambient  noise  field. 

The  CPO  array  (3.  6  km  dia)  violated  the  assumption  of 
uncorrelated  n  use  and  provided  very  poor  directional 
velocity  resolution. 

At  CPO  the  UK  portion  of  the  processor  was  programed  for 
maximum  waveform  preservation  within  the  limitation  of  having  the  input 
data  gain  setting  optimized  for  MCF  programing.  Thus,  the  UK  input  data 
truncation  switches  were  set  such  that  a  12-bit  signal  on  input  to  the  MCF 
(maximum  P-P  without  clipping)  would  be  processed  by  the  UK  computation 
and  output  without  clipping.  This  set-up  was  considered  optimum  for  the 
classification  computation  since  waveform  preservation  is  most  important. 
However,  with  the  Develocorder  adjusted  to  a  measurable  gain  level,  modu¬ 
lation  of  low-level  signal  was  poor. 

Because  of  the  limitations  discussed  above,  sufficient  data 
were  not  collected  under  this  task  to  conduct  a  study  of  the  UK  classification 
scheme.  Considerable  information  for  advancing  the  state-of-the-art 
real-time  automatic  detection  processing  was  gained  by  the  implementation 
and  evaluation  of  the  CPO  Auxiliary  Processor.  Both  the  Wiener  power  and 
Fisher  statistic  computations  appear  to  be  useful  for  detection  purposes, 
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but  completely  automatic  detection  should  be  accomplished  with  an  adaptive 
threshold  device.  Such  a  device  can  be  easily  incorporated  into  the  existing 
hardware  with  a  relatively  minor  modification. 

Little  information  was  gained  from  computation  of  the  UK 
technique  on-line  at  CPO.  The  adverse  array  properties  and  dynamic  range 
problem  coupled  with  the  sparseness  of  desired  events  severely  limited  the 
necessary  library  of  events  required  for  this  study. 

Off-line  Dallas- supported  research  complemented  the 
on-line  evaluation  and  provided  a  more  comprehensive  understanding  of 
on-line  Fisher  and  Wiener  automatic  detection  processing. 

In  order  to  simplify  initial  set-up  and  operation  of  the 
Auxiliary  Processor  system,  the  following  changes  are  recommended  for 
possible  future  systems.  Most  of  these  could  be  easily  incorporated  into 
the  existing  hardware  with  only  minor  modifications.  The  threshold  detector 
change  is  considered  essential  for  proper  operation  of  the  systems  as  an 
automatic  detection  device.  Recommended  changes  are 

•  Setting  the  Fisher  transform  constant  N1  to  a  fixed 

value  of  777  in  order  that  the  maximum  Fisher  output 
8 

value  will  equal  the  maximum  output  number  (9  bits). 

Gain  control  would  still  be  available  in  the  Fisher  D-A 
switch. 

•  Setting  the  Fisher  transform  constant  N2  to  a  fixed  value 

of  20o  since,  from  what  is  now  known  about  the  expected 
8 

size  of  F  for  array  data,  this  value  insures  adequate 
number  significance  between  \rue  Fisher  values  and 
transformed  Fisher  output  values. 

•  Providing  a  test  mode  for  displaying  the  Fisher  inter¬ 
mediate  terms  Kl,  K2  and  K3  in  order  to  facilitate 
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setting  the  Fisher  input  and  intermediate  data  truncation 
switches.  These  terms  could  be  displayed  on  the  Wiener 
power  outputs  when  in  the  test  mode. 

•  Providing  an  input  channel  selection  capability  for  the 
Fisher  input.  At  present  all  MCF  input  channels  used 
in  any  beam- steer  output  are  used  in  the  F  computation. 
For  example,  if  it  were  desired  to  input  a  3-component 
sensor  to  the  MCF  for  the  purpose  of  frequency  filtering, 
delaying  and  displaying  adjacent  to  the  MCF  data,  these 
inputs  would  currently  be  included  in  the  F  computation. 

•  The  threshold  level  switches  for  the  Wiener  and  Fisher 
outputs  should  be  modified  to  be  adaptive  rather  than 
fixed  outputs.  A  suitable  approach  would  be  the  incor¬ 
poration  of  an  adaptive  threshold  device  into  the  existing 
hardware  which  could  be  made  to  adapt  to  data  history, 
thus  insuring  a  rel  .tively  consistent  false-alarm  rate. 

By  using  an  on-line  adaptive  algorithm  to  update  the  threshold  1  *v*ls  con¬ 
stantly,  problems  in  measuring  distribution,  etc.  could  be  avoided.  Only 
the  specification  of  a  constant  multiplier  to  be  applied  to  some  output  property 
such  as  the  mean  value  would  be  required, 

CPO  Special  Report  No.  5  presents  an  adaptive  threshold 
algorithm  which  is  recommended  for  incorporation  into  the  existing 
Auxiliary  Processor. 
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SECTION  V 
RESEARCH 


Research  conducted  during  the  last  contract  year  primarily 
supported  on-line  operation  of  the  MCF-Auxilla ry  Processor  system  and  in¬ 
cluded  a  continuation  of  the  ambient  noise  study  begun  during  the  first  contract 
year  under  VT/50M  and  an  off-line  investigation  of  detection  processing  to  in¬ 
clude  opt'mum  parameter  specifications  and  applied  Fisher  research.  In  addi¬ 
tion.  a  task  seas  undertaken  to  enhance  the  visual  display  of  seismic  data. 

The  following  paragraphs  discuss  each  of  these  three  tasks.  In 
the  case  of  the  ambient  noise  study  and  the  detection  processing,  research  re¬ 
sults  are  only  summarised  since  details  of  thsse  tasks  have  been  documented 
In  CPO  Special  Reports  No.  1  and  5,  respectively. 

A.  AMBIENT  NOISE  STUDY 

The  ambient  noise  study  was  directed  toward  determining  the  de¬ 
tailed  configuration  of  the  noise  structure  at  CPO,  with  particular  emphaaae 
placed  upon  the  time  stability  of  the  noise.  Knowledge  of  the  noise  structure  a* 
a  function  of  time  is  necessary  for  optimum  operation  of  the  MCF  »hirh 

performs  Wiener  signal  extraction  processing  bnsed  upon  suppression  of  coher¬ 
ent  nolle.  The  effectiveness  of  this  type  of  pressing  depends  upon  the  ise 
statistics  used  initially  to  synthesir*  the  fillers. 

If  the  ambient  Mite  structure  remains  stationary  in  time  Uni 
the  statistics  used  in  filter  synthesis  adequately  described  this  structure),  then 
the  MCF  will  perform  optimally  over  extended  periods.  However,  If  the  am¬ 
bient  noise  structure  changes  in  time,  the  fillers  must  be  synthesised  to  include 
the  statistics  t*f  this  change. 

Investigation  of  th*  CPO  noise  properties  began  the  first  cont-act 
year  (YT/WM)  and  was  continued  during  lb*  second  year  (VT/47  M),  Results 


of  th*  two  y ear  aludy  of  abiolute-nola*  powar-denalty  ap»etr  apatlally  orga- 
niaed  low-velocity  nol*e  and  apatUlly  organUcd  hlgh-v«locUy  nolft*  will  b#  In¬ 
cluded  In  thli  report  for  reference  purpoete. 

|.  Single-Channel  Amblenl*Nolee  Pow*r-Den#lty  Spectra 

Single-channel  power -denaliy  spectra  w*r#  computed  on  * 
daily  baeia  during  the  period  l  May  1965  through  SI  October  1965  and  on  a 

weekly  baala  from  l  November  1965  through  Jl  October  1966.  Theee  epectra 
were  computed  from  e.  JJ  min  of  noiee  recorded  at  the  center  aeienvometer 
of  the  array  during  various  Hour*  of  the  day.  The  i.O-cpe  amblent-noi** 

I 

energy  for  thl*  period  averaged  approximately  1.0  mu  of  the  ground  metiooi 
cpt  with  variation*  a*  Urge  a*  i?  db.  Variation*  *n  the  power  density  epectra 
were  atudied  over  verioue  lime  period*  and  hypoth**»»  for  the  *ourc#  of  the 
nrUHeei  were  formulated. 

To  study  the  periodic  variation*  in  the  not**  field,  power* 
density  epectra  were  computed  hourly  over  a  4#*hr  period  (figure  V.|| 
the**  spectra  did  not  exhibit  aoy  Urge  periodic  change*  I*  shape.  However, 
in  thi*  fttudy  ioru  minor  variation*  in  power  were  observed  *«  »«v*rftl  defined 
fraquencle*  or  frequency  hand*  and  are  probablfy  attributable  to  cultural  activity 
near  th*  elation  (Figure  V.|| 

The  !*»g*»t  vatUllon  In  power,  occurring  at  1.4  cp*,  could 
nut  be  reftirlctftd  to  any  cottsieiefti  tin  *  period  and  appear*  to  be  randomly 
generated  by  *  cultural  Of  natural  *Owree  to  ih»  northweet  of  the  array.  Only 
at  1,5  epa  could  a  alight,  regular  iaert«*t  hi  the  not**  level  be  correlated 

wi  a  Increased  cultural  activity. 

A*  ah mm  hi  figure  ¥«J  *f«d>«*  for  longer  period#  of  lUo# 

tddMicd  noli*  •able  variations  at  frcquenCk**  below  1,9  tf*.  Tbes*  have 
been  correlated  with  the  dsveioprreof  of  low*pr»***re  area*  off  the  A'Ui'it 
and  Out!  of  Meaico  foaslltnes.  A  direct  correlation  *•»  noted  between  fha 
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Figure  V-3.  CFO  Noise  Power  Variations  Over  a  Three  Month  Period 


intensity  of  the  low-pressure  areas  and  the  increase  in  power  at  the  lower 
frequencies.  Fluctuations  in  the  power  level  were  also  not-  d  in  the  frequency 
band  2.25  to  2.75  cps  and  were  probably  due  to  local  cultural  activity  and 
veather  conditions. 


2.  3-Dimensional  Noise  Power-Density  Spectra 

Analysis  ot  the  3-dimensional  noise  power  spectra  for  CPO 
shows  that  several  spatially  organized  noise  sources  exist  in  the  frequency 
range  0.  25  to  2.  25  cps.  To  show  that  the  bpatially  organized  noise  field 
has  remained  time- stationary  over  the  extended  time  period  of  1963  through 
1965  except  for  changes  which  occur  during  periods  of  low  pressure  and  when 
tropical  storms  exist  at  sea,  Figures  V-4  through  V-8  are  presented, 
figure  V-4  presents  spectra  for  the  1963  data,  and  V-5  through  V-8 
present  18  sets  of  spectra  for  1965.  These  spectra  clearly  show  the  time 
stationarity  of  the  noise  field. 

At  frequencies  below  1*  0  cps,  the  main  contributor  to  the 
organized  noise  field  is  high-velocity  mantle  P-wave  energy  and  noise  gen¬ 
erated  in  the  area  of  the  Atlantic  Coast,  Gulf  of  Mexico,  and  possibly  the 
Great  Lakes  region. 

Narrowband  filtered  playbacks  '  the  ambient  noise  (Figure  V-9) 
indicate  that  the  long-period  energy  traveling  from  the  direction  of  the  coastline 
propagates  across  the  array  with  an  apparent  horizontal  velocity  of  approxi¬ 
mately  3.  2  km/sec.  This  velocity  closely  agrees  with  the  previously  developed 
dispersion  curves  for  Rayleigh- wave  energy  at  CPO  Results  also  show  that 
the  contribution  from  the  direction  of  the  coastline  becomes  significantly  large 
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with  the  development  of  low-pressure  areas  at  sea.  This  increase  in  power  can 
be  detected  at  frequencies  as  high  as  1.75  cps. 

The  3 -dimensional  power-density  spectra  also  show  the  existence 
of  several  coherent  noise  sources  in  various  directions  around  CPO  in  the  fre¬ 
quency  range  1.25  to  2.25  cps  which  propagate  across  the  array  with  an  apparent 
horizontal  velocity  of  approximately  3  km/sec,  The  predominate  noise  contri¬ 
bution  comes  from  a  N-NW  direction,  an  area  of  numerous  streams  and  dams; 
but  a  definite  generating  source  could  not  be  assigned  to  any  of  the  coherent 
noise  due  to  the  lack  of  information  concerning  possible  generating  sources  in 
the  various  directions  around  CPO.  The  various  coherent  noise  sources  seem 
to  remain  time-stationary  except  for  slight  power  fluctuations. 

Prediction-filtering  results  indicate  that  the  percentage  of 
spatially  coherent  noise  changes  significantly  with  the  occurrence  of  tropical 
storms  and  low-pressure  areas  off  the  coastline,  indicating  an  increase  in 
the  spatially  organized  noise  for  all  frequencies  below  1.75  cps.  This  in¬ 
crease  in  the  spatially  organized  noise  for  all  frequencies  below  1.75  cps. 

This  increase  is  comparable  to  an  equivalent  pover  increase  in  the  single¬ 
channel  power- density  spectra  during  the  same  time  period. 

3.  High-Velocity  3-dimensional  Noise  Power -Density  Spectra 

A  study  investigating  ambient-noise  properties  in  the  signal- 
velocity  regions  of  wavenumber  space  was  conducted  using  high-resolution 
wavenumber  spectra  techniques.  A  strong  coherent  noise  lobe  in  the  signal- 
velocity  region  decreases  the  S/N  ratio  for  signals  from  that  direction. 

In  the  velocity  region  of  interest  (velocities  greater  than  or 
equal  to  8.  1  km/sec),  the  mantle  P-wave  energy  is  a  strong  contributor  of 
power  to  the  spatially  coherent  ambient-noise  field  in  the  frequency  band  of 
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interest.  Figures  V-10  through  V-12  were  calculated  for  various  directions 
and  velocities  of  the  signal  region.  In  each  case,  the  distributions  approach 
the  estimated  mantle  P-wave  noise  level. 

The  1.  0-cps  energy  is  particularly  interesting,  since  it  was 
found  to  be  highly  directional.  Predominant  1.  0-cps  energy  could  be  detected 
from  the  south  or  Gulf  Coast  area  for  all  velocities  studied.  Also,  significant 
1.  0-cps  energy  from  S60°W  exists  with  a  velocity  greater  than  or  equal  to 
1. 26  km/sec. 

At  1.25  cps,  the  most  significant  noise  eneigy  appears  to 
arrive  from  the  direction  of  the  Great  Lakes  region  with  velocities  of  approxi¬ 
mately  8.  1  km/ sec.  Directional  properties  for  the  P-wave  contribution  at 
other  frequencies  appear  to  be  random  for  the  higher  velocities. 


4.  Implication  on  MCF  On-Line  Processing 

Results  of  this  noise  study  indicate  that  on-line  multichannel 
processing  can  be  effectively  conducted  at  CPO.  Furthermore,  they  indicate 
that  a  multichannel  filter  (MCF)  designed  from  ensemble  or  average  noise 
can  be  effectively  used  over  extended  periods  of  time.  However,  during  periods 
of  low  pressure  or  storms  at  sea,  greater  efficiency  tray  be  acquired  by  using 
a  filter  designed  from  corresponding  data. 

The  high- re  solution  power  spectra  over  the  high-velocity  noise 
regions  presented  results  which  exhibit  a  possible  interference  with  certain 
incoming  signals.  This  noise  energy  propagates  from  the  south  or  Gulf  Coast 
region  and,  therefore,  during  the  mentioned  disturbances  at  sea,  could  reduce 
signals  from  this  direction  with  the  same  apparent  P-wave  velocity. 
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Figure  V-10.  Directional  Power  Distribution  of  CPO  P-Wave 
Energy  at  8.  1  km/ sec 
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Figure  V - 1 1.  Direct  one!  Power  Distribution  of  CPO  P«W*ve 
Energy  at  12*  6  km/*ec 


T igure  V-12.  Power  Dittribolion  of  CPO  P-Weve  Energy 

*t  Infinite  Velocity  _ I _ 
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This  rssult  it  discussed  in  the  signal-to-oolee  study  presented 

C 

in  the  CPO  Annual  Report  No.  1.  Howmr,  it  is  important  to  not*  that  !h« 
low- and  high-velocity  noi**  propagate  from  th*  tarn*  direction  and  probably 
can  be  attributed  to  tu*  •am*  *ourc*. 

5.  Summary  and  Conclusion* 

Results  of  this  study  hav*  ahown  that  tl»*  ambfeni-nols#  field  at 
CPO  haa  not  changed  aignificantly  over  extended  tim*  periods,  nor  haa  it  changed 
on  a  dally  or  seasonal  baaia.  Howavar,  thers  la  a  chang*  in  th*  noia*  fi*Id 
which  can  b*  r*lat*d  to  mlcroa*iam*  gsnerated  along  lh*  Atlantic  and  Gulf 
Coast  regions  and.  poaaibly,  th*  Gr«at  Lakes  region. 

The**  results  imply  that  an  accurate  modeling  of  th*  CPO  noia* 
field  can  be  used  to  generate  a  multichannel  filter  **t  which  can  be  uaed  tn  a 
DMCF  processor  to  reject  ambient  noia*  throughout  the  year,  except  for  peri¬ 
od*  of  Intense  microaeiamic  activity. 

D.  DE  SECTION  PROCESSING 

In  conjunction  with  the  operation  of  the  Aurdllery  Process©!'  at 
CPO,  research  «ai  performed  la  DaUaa  to  determine  the  parameters  to  be  need 
with  the  different  processes  and  to  study  the  effects  of  varying  these  psts^strri* 

l.  Parameter  Specifications 

Of  primary  importance  in  the  on-line  operation  of  the  Auxiliary 
Processor  ie  the  correct  choice  of  operating  parameters,  Research  In  Dallas 
Hae  resulted  In  the  dele  .ml*  a  lion  of  two  optimum  parameters  -the  signal  gate 
length  and  the  corner  frequency  for  MCJP0  Ob*  prefilter  for  the  Fisher  proctss), 

a.  Optimum  Gate  Leogth 

To  determine  the  optimum  gate  length  for  lh»  Fisher  and  Wiener 
computations,  a  study  was  performed  to  determine  the  time  duration  of  he  pri¬ 
mary  P-wave  signal  from  recorded  feleeelams.  Time  duration  is  Important 
because  the  processes  are  optimised  when  their  computallon  gate  length  equals 
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tht  ilgail  duration,  A  vUual  analyel*  of  *»7  tele**, amt  *bow*d  *  f»-put#e  m*an 
•  tgnal  duration  of  i,90  *ec  and  *  variation  In  P-puU#  tlgnal  dora!l«*n  of  I,  fO 
ate,  A*  n  r#*ult  of  fhU  *tudy,  the  gat#  length  wa#  rbar'-J  I©  5,  0  *ec.  A/Ur 
ihU  adju*im*»i,  analyst*  reported  dan,  ea*Ur  to  aealy««,  elnce  lb*  proce***d 
trace*  (notably  the  FUher)  w#r»  tuMliiei  and  did  not  correlate  *•  **H  in 
time. 

b.  Optimum  Loaf-Cut  Filter 

Several  low-cut  filter*  with  varying  corner  frequencies  weie  de¬ 
veloped  to  determine  the  optimum  low-cut  fitter  to  he  «*ed  io  lit*  Mt  F0  aubaec* 
lion  of  the  proce »*or.  the  choice  of  thi*  filter  I*  eatremely  Important  *t*€*  it 
I#  the  prefitter  for  the  FUher  *ubroutia*.  end  filtering  of  the  Input  date  to  the 
FUher  pro<** •  I*  n*ce**ary  la  order  to  remove  highly-correlated  tow-frequen¬ 
cy  mtcroeeUmie  energy. 

the  filter#  with  0.  75-,  I.  0-  *f>d  I.  2Vcp«  corner  frequencies 

were  applied  off-line  to  a  CPO  theoretical  ooli*  **mpl*  and  th*  FUher  output 

computed  for  each  of  the  three  CM*#.  fUeulU  of  thi*  proee**l»*  (*how*  at  a 

cumulative  dUfritmtiott)  are  given  in  Figure  V-t  J,  Figure  V-iJ  *lr»«  that  the 

* 

optimum  low-cut  prefllter  (ko^d  have  •  corner  of  0,  II  io  I,  Of)  ep*. 

Greater  tuppraeelou  of  coherent  *eS»*  could  he  obtained  by 
choosing  a  filter  with  a  corner  frequency  tsigb-r  than  0,75  epe,  hut  ibl*  would 
cauae  (xtffliiv*  signal  degradation  *M»c*  the  f#ri4?miwlf  p  rtioo  of  the  F-wave 
usually  occur*  between  0,  b  and  I.  0  €p*» 

The  average  signal  apectrum  »«  investigated  to  determine#  the 
optimum  trade-off  between  mlaimUtag  the  FUher  noise  dUirtbutien  CJow-cul 

•  When  lot# r preting  Figure  V-ll  and  the  other  cumulative  dUfrl- 
butloo*  presented  I*  ibl*  report,  the  tertaonul  scale-#  are  not  linear.  Even 
though  the  curve*  may  appear  very  similar.  their  true  meaning  can  he  inter¬ 
preted  by  noting  the  la* I  several  inch**  on  the  hortwnla!  scale. 
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'/requency  filtering)  and  maintaining  adequate  signal  energy.  The  average  CPO 
signal  spectrum  was  computed  for  an  ensemble  of  Kurile  Islands1  events  de¬ 
veloped  under  Contract  AF  33(6 j7)- 12747  and  is  shown  in  Figure  V-14.  Peak 
signal  energy  occurs  at  0.  68  cps.  Since  this  result  could  be  tuned  to  the  Kurile 
Islands  region  and  not  represent  an  average  of  the  CPO  predominant  P-wave 
energy,  additional  P-wave  data  were  derived  from  the  CPO  standard  analysis 
forms.  An  average  predominate  P-wave  frequency  of  0  82  cps  was  determined 
from  one  month  of  standard  station  report  data. 

Based  on  the  Fisher  noise  output  di  t,  '  bution  and  with  the  know¬ 
ledge  tha  the  peak  signal  spectrum  lies  between  0,  66  and  0.  82  cps,  the  0.75- 
cps  low-cut  filter  was  chosen  for  on-line  application. 

2.  Fisher  Noise  Properties 

a.  Threshold  Non-Time  Stationarity 

The  Fisher  output  noise  distribution  non-time  stationarity  was 
studied.  Four  noise  samples,  I,  II,  III,  and  IV,  were  chosen  for  processing 
from  the  1965  CPO  library  (Figure  V-15)  and  represent  the  different  types  of 
noise  backgrounds  encountered  at  CPO  (low— I,  medium-II  and  III,  and  high-IV). 
The  Fisher  statistic  for  the  four  samples  is  shown  in  Figure  V-16.  These  il¬ 
lustrations  show  the  Fisher  statistic  to  be  larger  fer  high  noise  (sample  IV) 
and  smaller  for  the  other  samples. 

Although  sample  I  is  of  low-level  noise,  its  Fisher  statistic  is 
larger  than  those  from  samples  II  and  III.  While  the  cause  for  this  is  unknown, 
it  is  possible  that  the  mantle  P-wave  noise  level  was  much  higher  for  sample  I 
than  for  samples  II  and  III,  causing  this  result. 

Figure  V-16  shows  that  the  large  majority  of  Fisher  values  (the 
50-percent  level)  occur  at  approximately  F=2.  0.  This  value  closely  agrees 
with  that  published  in  earlier  work  on  the  Fisher  statistic.  The  real  signifi¬ 
cance  of  this  data  is  that  the  cumulative  distribution  in  Figure  V-16  shows  that 
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RELATIVE  POWER  DENSITY  (db) 


NUMBER  SIGNALS  •  73 

DATE  27  SEPT.  1963  -  IB  OCT.  1963 

firth  -  3.8 -8.0 
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Figure  V»14.  CPO  Average  Signal  Spectrum 
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Figure  V-15.  Noise  Samples  I,  II,  HI,  and  IV  from  \965  CPO  Noise  Library 
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the  threshold  level  for  fixed  false-alarm  rate  la  variable  and  not  atrongly  re¬ 
lated  to  the  power  denalty  apectrum  of  the  ambient  nolae. 

b.  Effect  of  Correlated  Nolae  on  the  Flaher  Statlatlc 

To  atudy  the  effect  of  correlated  nolae  on  the  Flaher  Statlatlc 
(which  aaiumea  a  a  pat  la  11  y  random  nolae  distribution),  a  aample  recorded  In 
1963  waa  processed.  The  nofae  aample  la  ahown  In  Figure  V-17  and  the  cumu¬ 
lative  dlatrlbutlon  of  Ita  Flaher  atatlatlc  ualng  no  filter  and  for  corner  frequen- 
clea  of  0.  75,  1.  0  and  1.  2  cpa  la  plotted  In  Figure  V-18,  Reaulta  are  almllar 
to  thoae  preaented  In  Figure  V-13  and  Indicate  that  the  correlated  nolae  strong¬ 
ly  effects  the  Flaher  output  statistic  below  1.  0  cpa. 

Attempts  to  correlate  the  dlatrlbutlon  changes  to  noise  predicta¬ 
bility  were  unsuccessful.  Present  estimates  of  the  mantle  P  -  wave  noise  spec¬ 
trum  Indicate  that  this  energy  la  predominate  at  lower  frequencies  and  rapluly 
decays  up  to  1.  0  to  1.4  cpa  which  could  significantly  affect  the  Flaher  and  Weiner 
outputs  below  1.  0  cpa. 

3.  Flaher  Signal  Properties 

A  set  of  theoretical  white  signal  wavelets  waa  generated  to  de¬ 
termine  the  relation  between  Flaher  output  value  and  signal  velocity.  These 
wavelets  were  generated  for  infinite  apparent  horizontal  velocity  and  apparent 
horizontal  velocities  of  25,  12  and  8  km/aec.  Azimuthal  directions  were  chosen 
ao  that  the  signals  would  be  incident  to  the  array  at  points  of  maximum  (180  ) 
and  minimum  (270° J  values  of  the  array  response.  The  wavelets  were  synthe¬ 
tically  added  o  the  theoretical  nolae  sample  and  the  Fisher  statistic  computed. 
Figure  V-19  is  an  example  of  the  noise  plus  wavelet  for  the  infinite  velocity 
case.  The  cumulative  Fisher  distributions  are  shown  in  Figure  V-20.  From 
Figure  V-20  two  conclusions  are  drawn! 

•  I'or  a  given  velocity,  the  direction  has  very  little  effect  on  the 
Fisher  values.  This  result  is  expected  due  to  the  near  sym¬ 
metry  of  the  CPO  array. 
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Figure  V-17.  CPO  1963  19-Channel  Noise  Sample 
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FISHER  VALUES 

Cumulative  Distribution  for  Fisher  Statistic  for  CPO  1963  19-Channel  Noise  Sample 
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FISHER  V  AUKS 

Cumulative  Distribution  for  Fisher  Statistic  for  Theoretical  Signal  Wavelets 


•  Th»  m*  of  the  Fisher  values  rapidly  inert***  at  th#  velocity 
of iht  incident  signal  inertaatt. 

Decrease  in  signal  output  level  for  th*  Fisher  computation  it 
grtattr  than  would  bt  expected  on  Iht  baait  of  array  rtepona*  comparison,  and 
explain*  the  Fieber  property  of  tignificantly  suppressing  quarry  blatt  Informa- 
tior..  When  compared  with  Wiener  power  proceeeing,  the  eignat  euppreeaion 
property  ia  more  severe  for  the  Fiaher  output. 

C.  IMPROVEMENT  OF  VISUAL  DATA  DISPLAY 

The  purpoee  of  t Hi  a  task  w* ■  to  improve  visual  Devetocorder 
data  dieplaya  in  order  to  aid  elation  analyata  in  interpretation  of  event  arrival#. 
Two  approach#!  to  this  taak  were  studied.  Th*  first  of  these  wae  the  develop* 
ment  of  single-channel  fillers  to  be  applied  on-line  in  the  MCF  to  remove  eye- 
tern  amplitude  and  velocity  response*.  The  second  was  a  study  of  several  die- 
play  technique*,  included  were  both  variable  area  playbacks  and  bandpass  fil¬ 
tering  of  recorded  event*  to  determine  which  type  of  system  was  best. 

1.  Single-Channel  Filtering  Technique 

In  thie  task,  the  visual  data  display  is  tmj  roved  hy  removing  the 
system  amplitude  and  velocity  responses  using  single-channe*  filters  on-line  at 
CPO  using  the  MCF. 

Station  personnel  calibrated  the  Z-l  through  7-10  seismometers 
twice  daily  for  1-|  months  at  th#  frequencies  of  0.  25,  0,  50,  0,  75,  1,  00,  1,  50, 
Zt  00,  and  3,  00  cps.  From  these  calibrations,  an  average  response  for  each 
of  th#  seismometers  was  then  calculated  to  account  for  th#  dally  variations  In 
the  responses.  Since  only  thu  responses  for  Z-l  through  Z-10  were  available, 
these  10  responses  were  averaged  to  yield  one  response  which  should  be  repre¬ 
sentative  of  all  19  short-period  instruments. 

From  the  amplitude  response,  a  system  velocity  response  was 
obtained  by  scaling  th#  amplitude  response  by  the  factor  2nf,  where  f  is  th# 


V-  38 


■oltnos  se-vloe*  division 


frequency.  To  obtain  (he  response  of  (he  fiber*  which  would  remove  (he  ampll- 
(ud*  end  vetoed?  r»*pon*#*,  r*cipr©c*l*  of  (he*#  response*  were  calculated, 
(he»#  *r*  displayed  in  Figure*  V-21  end  V -22.  respectively. 

The  niter*  that  w*r*  developed  ere  al»o  chews  la  Figurea  V-21 
end  V-22  for  (he  empii(ud«  end  velocity  removal  technique*,  re *pectiv#ty.  Tb* 
fiber*  were  39  end  200  point*  in  length:  or  1,95  etc  end  10.0  ##c.  The  conclu¬ 
sion*  drawn  from  the**  flgu.e*  ere  (he(  fiber*  of  *t  least  200  point*  in  length 
would  he  required  to  *ucc***fully  perform  thi*  teak,  end  that  the**  fiber* 
would  probably  itill  not  give  «  good  approximation  of  the  desired  retub*. 

Due  to  th*  fact  that  extremely  long  filter*  are  necettary  for  thi* 
task  end  the*#  filter*  require  more  core  tpec*  in  th*  MCF  then  *n  avertable 
under  the  programing  mode,  thi*  method  of  approaching  the  t»*k  wa*  dUcon- 
tinned. 

2,  Variable  Dieplay  Technique 

Several  different  playback  technique*  were  analysed  to  determine 
which  technique  or  comhlnetioa  of  technique*  be*i  aided  station  *«aly*t*  in  pick¬ 
ing  event  arrival  time*,  event  Arst-moUon  direction*  and  in  identl/ying  event 
phase*. 

Result*  showed  a  good  technique  in  the  tdentlfirailon  of  first  ar¬ 
rival*  and  phatt  detection  i*  a  combination  of  variable  area  playback*  with  wig- 
gly  trace*  and  bandpae*  filtering  (0.  t  to  I.  9  cps|.  Figure  V-25  ehow*  a  small 
earthquake  recorded  at  CPO  on  9  May  1963  from  the  Pacific  Ocean  at  an  approx¬ 
imate  distance  of  40°.  ’*A"  show*  the  jvest  as  recorded  at  CPO,  MB"  show*  the 
variable  area  wiggly  trace  playback  of  the  event  and  "C*  ahewe  the  tame  data  as 
a  *  "fl'1  except  the  event  ha*  been  Altered  by  a  bandpass  fiber  with  a  0.  8  to  I.  8 
cpr  patsband. 

This  figure  clearly  shows  the  advantage  of  this  method  In  the  an¬ 
alysis  and  reporting  of  small  earthquake*.  Humber  1  show*  the  Art!  arrival* 
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Flgur*  V-2I.  Response®  of  th®  CPQ  Amplitude  Removal  Filter® 
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RESPONSE  OF  200  POINT  FILTER 


RESPONSE  OF  39  POINT  FILTER 


Figure  V-22.  Responses  of  the  CPO  Velocity  Removal  Filters 
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of  the  event,  while  2,  2  and  4  point  out  later  phases  of  the  event,  0/  special 
interest  in  this  figure  is  the  way  that  phase  4  stands  out  from  the  background 
in  parts  "B"  and  "C"  as  compared  to  part  "A",  where  it  would  probably  not  be 
identified. 

I 

Although  results  of  this  technique  were  very  promising,  the  study 
was  discontinued  since  no  method  was  available  which  would  allow  for  easy  on- 

1 

line  processing  of  data.  However,  the  results  p  nted  are  encouraging  enough 
to  warrant  future  investigations  into  the  possibility  of  on-line  processing  using 
these  or  similar  techniques. 
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CPO  Event,  9  May  1963;  (A)  Straight  Playback-  (B)  Variable 
Area,  Wiggly  Trace;  (C)  Variable  Area  Wiggly  Trace,  Pass- 
band  Filtered  0.  8  to  1.8  cps 
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APPENDIX 

PUBLISHED  CPO  REPORTS 
CONTRACT  AF  33(657)-  1464P 

This  appendix  lists  the  reports  published  under  this  contract  and 
gives  a  short  description  of  each, 

1.  CPO  Quarterly  Report  No.  1,  15  August  1965  (Research  from  1  May 

1965  through  31  July  1965) 

2.  CPO  Quarterly  Report  No.  2.  15  November  1965  (Research  from  1 

August  1965  through  31  October  1965) 

3.  Instruction  Manual.  15  March  1966  -  Operation  and  Maintenance  of 

CPO  Multichannel  Filter  System 

4.  CPO  Quarterly  Report  No.  3.  29  March  1966  (Research  from  1  Novem¬ 

ber  1965  through  31  January  1966) 
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5.  CPO  Annual  Report  No.  1,  15  September  1966  (Research  from  1  May 

1965,  through  30  April  1966) 

6.  CPO  Special  Report  No.  2,  21  September  1966.  Prototype  Digital  Multi¬ 

channel  Filter  System  (Digital  multichannel  filter  system  including 
the  design  philosophy  and  various  system  tests) 

7.  CPO  Quarterly  Report  No.  4,  28  October  1966  (Research  from  1  May 

1966  through  31  July  1966) 

8.  CPO  Quarterly  Report  No.  5,  9  November  1966  (Research  from  1  Au- 

■■ 

gust  through  31  October  1966) 

9.  Instruction  Manual,  1  January  1967  -  Operation  and  Maintenance  of  the 

Auxiliary  Processor 

10.,  CPO  Quarterly  Report  No.  6,  15  February  1967  (Research  from  1  No¬ 
vember  1966  through  31  January  1967 


11.  CPO  Special  Report  No.  3,  June  1967  -  Auxiliary  Processor  Simulator 

12.  CPO  Special  Report  No.  1,  27  June  1967,  CPO  Ambient  Noise  Study 

13.  CPO  Special  Report  No.  4,  30  June  1967,  Evaluation  of  the  CPO  Multi¬ 

channel  Filter  Processor 

14.  CPO  Special  Report  No.  5,  30  June  1967,  Evaluation  of  the  CPO  Aux¬ 

iliary  Processor 

15.  CPO  Quarterly  Report  No.  7,  30  June  1967  (Reeearch  from  1  February 

1967  through  30  April  1967) 

16.  CPO  Annual  Report  No.  2,  30  June  1967  (Research  from  1  May  1966 

through  30  April  1967) 
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1.  CPO  Quarterly  Report  No.  1 


The  first  quarterly  progress  report  reviews  the  analysis,  en¬ 
gineering  and  research  tasks  which  have  been  performed  or  initiated  during 
May,  June  and  July  of  1965. 

During  the  first  three  months  of  operation,  routine  analysis  and 
operation  of  the  station  continued  and  specific  research  studies  on  ambient 
noise,  signal-to-noise  ratios  and  detection  capability  were  initiated.  In  addi¬ 
tion,  a  digital  multichannel  filter  unit  was  being  built  by  TI  for  installation 
early  in  196' . 

2.  CPO  Quarterly  Report  No.  2 

The  second  quarterly  progress  report  reviews  the  analysis,  en¬ 
gineering  and  research  tasks  which  were  performed  or  initiated  during  August, 
September  and  October  of  1965. 

During  the  second  3-month  period  of  the  contract,  routine  oper¬ 
ations  and  analysis  continued  at  CPSO.  The  research  tasks  involving  ambient 
noise  studies,  signal-to-noise  ratio  studies  and  detection  capability  advanced 
smoothly. 

3.  Instruction  Manual  -  Operation  and  Maintenance  of  CPO  Multichannel 

Filter  System 

This  instruction  book  contains  operation  and  maintenance  infor¬ 
mation  for  the  CPO  multichannel  filter  system. 

The  multichannel  filter  system  uses  digital  processing  techniques 
for  simultaneous  real-time  filtering  of  several  inputs  through  several  filters. 
Since  it  is  digital,  the  system  is  highly  reliable,  requires  no  tuning,  can  oper¬ 
ate  unattended  over  long  periods  of  time,  and  any  or  all  of  its  filter  coefficients 
can  easily  be  changed  by  programing  the  magnetic  core  memory  from  punched 
paper  tape  or  from  control  panel  switches.  Subject  to  total  memory  size  limi¬ 
tations,  the  system  can  be  programed  to  accept  analog  inputs  from  up  to  32 
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aourcra,  sample  each  input  20  timea/aec,  proceaa  up  to  five  filter  a /channel, 
atore  up  to  512  pts/filter,  and  beam-steer  one  of  the  filtera  in  up  to  ten  differ¬ 
ent  directiona. 

4.  CPO  Quarterly  Report  No.  3 

Thia  report  reviews  the  operational  and  reaearch  work  conducted 
by  Texas  Instruments  Inr  Tporated  during  November  and  December  1965  and 
January  1966  on  the  Cumberland  Plateau  Seismological  Observatory  (CPO)  Oper¬ 
ations  and  Research  contract. 

During  the  third  quarterly  report  period,  operation  of  the  ob¬ 
servatory  continued  on  a  routine  basis.  High-quality  seismic  film  and  magne¬ 
tic  tape  data  were  recorded  on  an  around-the-clock  schedule  with  minimum 
station  down-time.  Also,  improvement  in  the  overall  observatory  maintenance 
configuration  was  obtained  by  continuing  sound  station  preventative  maintenance 
procedures  routinely. 

Normal  station -conducted  analysis  and  research  tasks  were  con¬ 
tinued  on  schedule  at  CPO. 

The  associated  CPO  research  tasks  progressed  smoothly  and, 
in  most  cases,  neared  completion. 

5.  CPO  Annual  Report  No.  1 

This  annual  report  reviews  the  analysis,  engineering  and  re¬ 
search  tasks  which  have  been  performed  during  the  first  contract  year,  May 
1965  through  April  1966. 

During  the  1-yr  period,  routine  operations  and  analysis  continued 
at  CPO,  and  research  tasks  were  performed  on  travel-time  studies  and  the  cat¬ 
aloging  of  events  by  station  personnel.  Research  at  the  Dallas  facility  included 
construction  and  installation  of  a  digital  multichannel  filter  processor  (DMCF) 
plus  associated  research  tasks,  and  ambient  noise  study  and  signal-to-noise 
ratio  studies. 
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6.  CPO  Special  Report  No.  2  -  Prototype  Digital  Multichannel  Filter  System 

Contract  A F  3 3(657 )- 14648  wai  directed  in  part  toward  develop¬ 
ment  of  a  prototype  digital  multichannel  filter  system  for  use  in  the  on-line 
processing  of  seismometer  array  data  at  the  Cumberland  Plateau  Seismological 
Observatory  (CPO). 

This  special  report  documents  the  digital  multichannel  filter  sys- 
xem.  A  summary  of  the  design  philosophy  is  included,  and  results  of  various 
system  tests  are  presented  as  appendixes. 

7.  CPO  Quarterly  Report  No.  4 

This  report  reviews  the  operations  and  research  work  conducted 
by  Texas  Instruments  Incorporated  during  May,  June  and  July  1966  on  the  Cum¬ 
berland  Plateau  Observatory  (CPO)  contract.  Efforts  during  this  period  were 
directed  toward  routine  observatory  operations,  Dallas-  and  station-conducted 
research  tasks  and  design  and  construction  of  a  detection  and  identification  di¬ 
gital  processor. 

Operation  of  CPO  during  the  reported  period  continued  on  a  rou¬ 
tine  basis.  Magnetic  tape  and  film  data  were  high  quality.  The  overall  obser¬ 
vatory  maintenance  configuration  was  good,  and  minimum  station  down-time 
was  reported  as  a  result  of  a  sound,  continuing  preventive  maintenance  program. 

Research  activities  during  the  quarter  concentrated  on  evaluation 
of  the  MCF  processor,  ambient  noise  studies  and  detection  processor  simula¬ 
tion.  Data  are  presented  which  demonstrate  a  significant  increase  in  station 
detection  capability  as  a  result  of  on-line  MCF  processing. 

As  of  31  July,  construction  of  the  auxiliary  processor  was  42  per¬ 
cent  complete,  and  the  program  was  on  schedule. 

8.  CPO  Quarterly  Report  No.  5 

This  report  reviews  the  operations  and  research  work  conducted 
by  Texas  Instruments  Incorporated  during  August,  September  and  October  1966 
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on  the  Cumberland  Plateau  Observatory  (CPO)  contract.  Efforts  during  the 
quarter  were  directed  tcw&rd  routine  observatory  operations,  Dallas-  and 
station-conducted  research  tasks  and  construction  and  checkout  of  a  detection 
and  identification  digital  processor. 

Operation  of  CPO  during  the  reporting  period  continued  on  a 
routine  basis.  The  overall  observatory  maintenance  configuration  remained 
good  with  minimum  station  down-time  resulting  from  a  continual  preventive 
maintenance  program.  Magnetic  tape  and  film  data  were  also  high^uality. 

Research  activities  during  this  quarter  concentrated  on  evalua¬ 
tion  of  the  MCF  processor,  ambient  noise  studies,  detection  processor  re¬ 
search  and  a  study  to  improve  visual  data  displays.  Data  are  presented  to 
demonstrate  the  increase  in  station  detection  capability  as  a  result  of  on-line 
MCF  processing. 

As  of  31  October,  construction  of  the  auxiliary  processor  was 
complete,  the  basic  MCF  was  modified  to  interface  with  the  auxiliary  processor 
and  separate  checkouts  of  the  two  units  were  completed.  The  next  phase  was  to 
interface  the  units  and  conduct  system  checkout. 

9.  Instruction  Manual  -  Operation  and  Maintenance  of  the  Auxiliary  Pro¬ 
cessor 

This  instruction  manual  contains  operation  and  maintenance  in¬ 
formation  for  the  addition  of  an  Auxiliary  Processor  to  the  CPO  multichannel 
filter  system.  The  Auxiliary  Processor  provides  the  capability  of  performing 
supplementary  processes  without  increasing  the  memory  capacity  or  slowing 
the  normal  filtering  processes  of  the  CPO  multichannel  filter  system.  The  ad¬ 
ditional  processes  which  the  Auxiliary  Processor  provides  are  called  the  Fisher 
process,  United  Kingdom  process  and  the  MCF  Power  process.  In  addition  to 
the  new  processing  capability,  the  Auxiliary  Processor  provides  digital  thresh¬ 
old  detectors  on  the  Fisher  and  the  MCF  Power  outputs. 
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The  Auxiliary  Processor  monitors  the  CPO  multichannel  filter 
processor,  interrupts  intermittently  for  data  storage  and  performs  its  routines 
utilizing  the  CPO  multichannel  filter  memory,  multiplier,  output  registers, 
and  several  other  circuits.  Control  signals,  basic  clocks  and  dc  voltage,  ex¬ 
cluding  digital-to -analog  converter  power,  for  the  Auxiliary  Processor  is  sup¬ 
plied  from  the  CPO  multichannel  filter  system. 

The  Auxiliary  Processor  provides  digital-to -analog  converters 
for  one  Fisher  output,  two  United  Kingdom  outputs  and  four  MCF  Power  outputs. 

10.  CPO  Quarterly  Report  No.  6 

Work  conducted  by  Texas  Instruments  Incorporated  from  Novem¬ 
ber  1966  through  January  1967  under  the  Cumberland  Plateau  Observatory  (CPO) 
contract  is  reviewed  in  this  quarterly  report.  Efforts  during  this  quarter  were 
directed  toward  observatory  operations,  hardware  construction  and  on-line  im¬ 
plementation,  and  Dallas -based  supporting  research. 

Observatory  operations  and  additional  data  on  the  "coefficient 
loss  problem"  which  previously  exited  in  the  MCF  processor  are  discussed. 

In  addition  to  the  rapid-stop  monitor  for  detecting  marginal  input  power,  modi¬ 
fications  to  the  processor  gounding  system  were  necessary  to  eliminate  entirely 
the  problem  of  coefficient  losses. 

Research  activities,  including  ambient  noise  studies,  visual  data 
display  improvement  and  MCF  processor  evaluation,  are  reviewed.  Data  are 
presented  which  demonstrate  the  continued  time-stationarity  of  the  ambient 
noise  field  ever  a  2-yr  period,  thus  indicating  that,  in  at.  least  general  terms, 
MCF  operators  developed  under  previous  efforts  are  appropriate  for  present 
application  in  the  MCF  processor. 

Design,  construction  and  installation  of  the  auxiliary  detection 
and  identification  processor  were  completed  on  30  December.  A  description 
of  the  system  and  a  discussion  of  the  on-line  implementation  and  operating 


parameters  are  presented.  Also  included  is  a  discussion  of  the  evaluation  pro¬ 
cedures  and  goals  and  an  outline  of  the  supporting  Dallas-based  research. 

11.  CPO  Special  Report  No.  3  -  Auxiliary  Processor  Simulator 

The  digital  MCF- Auxiliary  Processor  was  simulated  by  a  com¬ 
puter  program  to  facilitate  the  checkout  of  the  processor  and  to  study  various 
operating  parameters.  The  program  follows  the  logic  of  the  processor  as  much 
as  possible  and  contains  the  following  main  sections*  basic  MCF  filter  routine, 
beam-steer  rou'  >ue,  Wiener  power  processor,  UK  processor,  Fisher  output 
controller,  and  divide  routine. 

12.  CPO  Special  Report  No.  1  -  CPO  Ambient  Noise  Study 

A  thorough  and  comprehensive  analysis  of  the  ambient  seismic 
noise  field  existing,  at  the  Cumberland  Plateau  Observatory  (CPO)  located  E-SE 
of  McMinnville,  Tennessee,  was  the  partial  goal  of  Contract  AF  33(657)-14648. 
Included  in  this  investigation  was  the  analysis  of: 

•  Absolute  noise  power  density  spectra 

•  Spatially  organized  low  velocity  noise 

•  Spatially  organized  high  velocity  noise 

The  purpose  of  this  special  report  is  to  summarize  the  results 
of' this  analysis  and  present  in  detail  the  data  used  to  derive  the  presented  con¬ 
clusions.  The  data  for  this  analysis  covers  the  period  January  to  March  1963 
and  1  May  1965  through  31  October  1966. 

13.  CPO  Special  Report  No.  4  -  Evaluation  of  the  CPO  Multichannel  Filter 

Processor 

As  a  part  of  the  first  year's  effort  on  Contract  AF  33(657)- 14648, 
Texas  Instruments  Incorporated  designed,  fabricated  and  installed  a  digital 
multichannel  filter  system  at  the  Cumberland  Plateau  Seismological  Observatory. 

Preliminary  evaluation  of  the  processor  during  the  first  contract 
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year,  presented  in  CPO  Annual  Report  No.  1,  show  td  a  21-percent  increase 
of  reported  events  at  CPO  alter  the  installation  o£  the  processor  in  March  1966 
as  compared  with  February  1966.  Station  personnel  during  the  first  year  re¬ 
ported  that  the  MCF  aided  them  in  clearly  identifying  events  which  they  other- 

wise  would  not  have  detected. 

An  extensive  evaluation  of  me  system  as  a  detection  device  was 
performed  while  the  system  was  on-line  during  the  second  contract  year.  The 
purpose  of  this  report  is  to  review  this  evaluation  of  the  increase  in  detect.on 
capability  and  amount  of  noise  rejection,  to  present  rvcommendatrons  regardtng 
future  operation  of  the  system  and  to  summarise  the  hardware  performance. 

14.  CPO  Special  Report  No.  5  -  Evaluation  of  the  CPO  Auxiliary  Processor 

In  addition  to  routine  operation  of  the  Cumberland  Plateau  Seis 
mological  Observatory,  considerable  applied  research  was  conducted  under 
Contract  AF  33(6571-14648  to  advance  the  understanding  of  array  processing 
technology  applicable  to  small  seismic  arrays  used  in  the  nuclear  detection  and 
classification  problem.  During  the  last  project  year,  under  VT/ 6704  on-line 
real-time  detection  and  identification  processing  was  implemented  and  evaluate 
at  CPC  -or  the  primary  purpose  of  studying  automatic  detection  processing. 

On-line  processing  was  implemented  using  the  CPO  Auxiliary 
Processor  which  computes  two  classes  of  detection  outputs,  the  Fisher  analysis - 
of -variance  statistic  and  the  Wiener  power  statistic,  and  one  class  of  identifi¬ 
cation  output,  the  United  Kingdom  technique.  The  detection  outputs  were  com¬ 
pared  on-line  against  a  fixed  signal  threshold  level  for  automatic  de.ect,on. 

From  this  comparison  a  cc  inuou.  real-time  "yes-no"  output  was  provided  for 
signal.  This  output,  along  with  the  detection  and  identification  data,  was  re- 

corded  on  Develocorder  film# 

Contained  in  this  report  is  a  brief  description  of  the  digital  pro¬ 
cessing  hardware  and  result,  of  the  hardware  evaluation.  Conclusions,  a.  well 
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as  supporting  data  regarding  the  evaluation  of  on-line  detection  and  identifica¬ 
tion  processing,  are  presented.  Also,  results  from  off-line  supporting  applied 
research  are  covered. 

15.  CPO  Quarterly  Report  No.  7 

This  report  reviews  the  work  conducted  by  Texas  Instruments 
Incorporated  under  the  CPO  Operations  and  Research  Contract  during  the  final 
contract  quarter  —  1  February  1967  through  30  April  1967.  Activities  during 
this  period  were  directed  primarily  toward  routine  observatory  operation,  com¬ 
pletion  of  all  research  tasks  and  preparation  of  special  reports  covering  this 
work,  and  transfer  of  the  observatory  facilities  and  equipment. 

Presented  is  a  description  of  observatory  operations  conducted 
during  the  quarter.  Results  of  routine  analysis  and  a  discussion  of  preventive 
and  remedial  maintenance  required  during  the  period  are  included.  Research 
work  conducted  during  this  quarter  is  outlined  and  summarized.  Details  of  the 
noise  analysis,  MCF  evaluation  and  Auxiliary  Processor  evaluation  were  pre¬ 
sented  in  special  reports  covering  each.of  these  areas.  Also  covered  is  the 
transfer  of  CPO  facilities  and  equipment.  For  future  references,  lists  of  equip¬ 
ment,  facilities  and  expendable  supplies  which  were  transferred  are  provided 
in  the  appendixes.  Disposition  of  each  of  these  items  is  included. 

16.  CPO  Annual  Report  No.  ?, 

Since  May  1965,  Texas  Instruments  Incorporated  had  overall  res¬ 
ponsibility  for  operation  of  the  Cumberland  Plateau  Seismological  Observatory. 
In  conjunction  with  this,  TI  conducted  research  and  investigation  tasks  directed 
toward  the  development  and  application  of  sophisticated  processing  techniques 
designed  to  enhance  present  knowledge  of  processing  small  diameter  seismic 
arrays  for  teleseismic  event  detection.  Included  i  i  these  tasks  was  the  design, 
fabrication,  operation  and  evaluation  of  sophisticated  on-line  digital  processing 
hardware  which  accomplishes  Wiener  multichannel  signal  extraticn  filtering, 
automatic  event  detection  and  classification  processing. 
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This  work  was  conducted  under  the  technical  direction  of  the  Air 
Force  Technical  Applications  Center  and  was  sponsored  by  the  Advanced  Re¬ 
search  Projects  Agency  as  par.  of  the  VELA  UNIFORM  program. 

This  annual  teport  reviews  the  station  operation,  research  and 
hardware  development  and  evaluation  conducted  during  the  second  contract  year 
under  AFTAC  Project  VT/6704  for  the  period  May  1966  through  April  1967. 
Work  accomplished  during  the  first  contract  year  (AFTAC  Project  VT/5054) 
was  documented  in  CPO  Annual  Report  No.  1  and  is  reviewed  and  summarised 
in  this  report  where  necessary  for  continuity. 
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parameters  are  presented.  Also  included  is  a  discussion  of  the  evaluation  pro¬ 
cedures  and  goals  and  an  outline  of  the  supporting  Dallas-based  research. 

11.  CPO  Special  Report  No.  3  -  Auxiliary  Processor  Simulator 

The  digital  MCF- Auxiliary  Processor  was  simulated  by  a  com¬ 
puter  program  to  facilitate  the  checkout  of  the  processor  and  to  study  various 
operating  parameters.  The  program  follows  the  logic  of  the  processor  as  much 
as  possible  and  contains  the  following  main  sections*  basic  MCF  filter  routine, 
beam-steer  rou'  >ue,  Wiener  power  processor,  UK  processor,  Fisher  output 
controller,  and  divide  routine. 

12.  CPO  Special  Report  No.  1  -  CPO  Ambient  Noise  Study 

A  thorough  and  comprehensive  analysis  of  the  ambient  seismic 
noise  field  existing,  at  the  Cumberland  Plateau  Observatory  (CPO)  located  E-SE 
of  McMinnville,  Tennessee,  was  the  partial  goal  of  Contract  AF  33(657)-14648. 
Included  in  this  investigation  was  the  analysis  of: 

•  Absolute  noise  power  density  spectra 

•  Spatially  organized  low  velocity  noise 

•  Spatially  organized  high  velocity  noise 

The  purpose  of  this  special  report  is  to  summarize  the  results 
of' this  analysis  and  present  in  detail  the  data  used  to  derive  the  presented  con¬ 
clusions.  The  data  for  this  analysis  covers  the  period  January  to  March  1963 
and  1  May  1965  through  31  October  1966. 

13.  CPO  Special  Report  No.  4  -  Evaluation  of  the  CPO  Multichannel  Filter 

Processor 

As  a  part  of  the  first  year's  effort  on  Contract  AF  33(657)- 14648, 
Texas  Instruments  Incorporated  designed,  fabricated  and  installed  a  digital 
multichannel  filter  system  at  the  Cumberland  Plateau  Seismological  Observatory. 

Preliminary  evaluation  of  the  processor  during  the  first  contract 
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year,  presented  in  CPO  Annual  Report  No.  1,  show  td  a  21-percent  increase 
of  reported  events  at  CPO  alter  the  installation  o£  the  processor  in  March  1966 
as  compared  with  February  1966.  Station  personnel  during  the  first  year  re¬ 
ported  that  the  MCF  aided  them  in  clearly  identifying  events  which  they  other- 

wise  would  not  have  detected. 

An  extensive  evaluation  of  me  system  as  a  detection  device  was 
performed  while  the  system  was  on-line  during  the  second  contract  year.  The 
purpose  of  this  report  is  to  review  this  evaluation  of  the  increase  in  detect.on 
capability  and  amount  of  noise  rejection,  to  present  rvcommendatrons  regardtng 
future  operation  of  the  system  and  to  summarise  the  hardware  performance. 

14.  CPO  Special  Report  No.  5  -  Evaluation  of  the  CPO  Auxiliary  Processor 

In  addition  to  routine  operation  of  the  Cumberland  Plateau  Seis 
mological  Observatory,  considerable  applied  research  was  conducted  under 
Contract  AF  33(6571-14648  to  advance  the  understanding  of  array  processing 
technology  applicable  to  small  seismic  arrays  used  in  the  nuclear  detection  and 
classification  problem.  During  the  last  project  year,  under  VT/ 6704  on-line 
real-time  detection  and  identification  processing  was  implemented  and  evaluate 
at  CPC  -or  the  primary  purpose  of  studying  automatic  detection  processing. 

On-line  processing  was  implemented  using  the  CPO  Auxiliary 
Processor  which  computes  two  classes  of  detection  outputs,  the  Fisher  analysis - 
of -variance  statistic  and  the  Wiener  power  statistic,  and  one  class  of  identifi¬ 
cation  output,  the  United  Kingdom  technique.  The  detection  outputs  were  com¬ 
pared  on-line  against  a  fixed  signal  threshold  level  for  automatic  de.ect,on. 

From  this  comparison  a  cc  inuou.  real-time  "yes-no"  output  was  provided  for 
signal.  This  output,  along  with  the  detection  and  identification  data,  was  re- 

corded  on  Develocorder  film# 

Contained  in  this  report  is  a  brief  description  of  the  digital  pro¬ 
cessing  hardware  and  result,  of  the  hardware  evaluation.  Conclusions,  a.  well 
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as  supporting  data  regarding  the  evaluation  of  on-line  detection  and  identifica¬ 
tion  processing,  are  presented.  Also,  results  from  off-line  supporting  applied 
research  are  covered. 

15.  CPO  Quarterly  Report  No.  7 

This  report  reviews  the  work  conducted  by  Texas  Instruments 
Incorporated  under  the  CPO  Operations  and  Research  Contract  during  the  final 
contract  quarter  —  1  February  1967  through  30  April  1967.  Activities  during 
this  period  were  directed  primarily  toward  routine  observatory  operation,  com¬ 
pletion  of  all  research  tasks  and  preparation  of  special  reports  covering  this 
work,  and  transfer  of  the  observatory  facilities  and  equipment. 

Presented  is  a  description  of  observatory  operations  conducted 
during  the  quarter.  Results  of  routine  analysis  and  a  discussion  of  preventive 
and  remedial  maintenance  required  during  the  period  are  included.  Research 
work  conducted  during  this  quarter  is  outlined  and  summarized.  Details  of  the 
noise  analysis,  MCF  evaluation  and  Auxiliary  Processor  evaluation  were  pre¬ 
sented  in  special  reports  covering  each.of  these  areas.  Also  covered  is  the 
transfer  of  CPO  facilities  and  equipment.  For  future  references,  lists  of  equip¬ 
ment,  facilities  and  expendable  supplies  which  were  transferred  are  provided 
in  the  appendixes.  Disposition  of  each  of  these  items  is  included. 

16.  CPO  Annual  Report  No.  ?, 

Since  May  1965,  Texas  Instruments  Incorporated  had  overall  res¬ 
ponsibility  for  operation  of  the  Cumberland  Plateau  Seismological  Observatory. 
In  conjunction  with  this,  TI  conducted  research  and  investigation  tasks  directed 
toward  the  development  and  application  of  sophisticated  processing  techniques 
designed  to  enhance  present  knowledge  of  processing  small  diameter  seismic 
arrays  for  teleseismic  event  detection.  Included  i  i  these  tasks  was  the  design, 
fabrication,  operation  and  evaluation  of  sophisticated  on-line  digital  processing 
hardware  which  accomplishes  Wiener  multichannel  signal  extraticn  filtering, 
automatic  event  detection  and  classification  processing. 
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This  work  was  conducted  under  the  technical  direction  of  the  Air 
Force  Technical  Applications  Center  and  was  sponsored  by  the  Advanced  Re¬ 
search  Projects  Agency  as  par.  of  the  VELA  UNIFORM  program. 

This  annual  teport  reviews  the  station  operation,  research  and 
hardware  development  and  evaluation  conducted  during  the  second  contract  year 
under  AFTAC  Project  VT/6704  for  the  period  May  1966  through  April  1967. 
Work  accomplished  during  the  first  contract  year  (AFTAC  Project  VT/5054) 
was  documented  in  CPO  Annual  Report  No.  1  and  is  reviewed  and  summarised 
in  this  report  where  necessary  for  continuity. 
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